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Abstract

Culturing cells in vitro is one of the core techniques used in a wide range of biomedical
engineering areas. Special care is required to successfully grow cells in an arti�cial
environment. It is essential to ensure that the culture environment is cell-friendly and
sterile, supplies important products such as nutrients and growth factors, and provides a
proper physiological microenvironment. To optimize long-term cell culturing, parameters
such as pH, oxygen concentration, and temperature, should be precisely maintained
at the desired levels. Furthermore, it is sometimes desirable to change environmental
parameter(s) in a controlled way to study the cell response.

Bioreactors are typically used for cell culture in vitro . However, precise control of each
cell culture’s microenvironment is di�cult, leading to uneven culture conditions that can
a�ect cell behavior. Furthermore, studying how certain environmental parameter a�ect
the cultures is challenging, as it is di�cult, or even impossible, to vary certain parameters
in a controlled manner between each culture.

Microscale cell culture systems, known as microbioreactors, have recently been extensively
studied to enhance control and improve long-term cell culturing by better mimicking
cells’ microenvironments. Microbioreactors provide better environment control, thereby
enhancing long-term cell cultivation. Unfortunately, integrating microbioreactors with
the required sensors, actuators, electronics and other required devices can be challenging.
Implementing sensors near the cell culture can also disturb them or prevent other
measurements, such as optical microscopy. Certain measurements, such as direct long-
term pH measurement, can be impossible, as there are no suitable microscale sensors
available.

For these reasons, there is a huge demand for methods that can be used to study and
develop proper microbioreactors. This thesis includes several studies in which modeling
was used as design tools to improve and control culture environments. First, an analytical
model to study gravity-driven �ows in micro�uidic devices is developed. Next, developed
�nite element method (FEM) computer models are used to study �uid �ow pro�les,
drug distributions, shear stress levels on cells, and sensitivity of a calorimetric �ow
measurement system. A FEM model of carbon dioxide transport and liquid pH is also
created. Additionally, the thesis proposes a novel method to indirectly control the cell
culture temperature. Using system identi�cation techniques, a developed estimation
model can precisely control temperature with a sensor that does not disturb cells or other
measurements. Although this thesis only demonstrates temperature control in the cell
culture, the method can potentially be used to control other environment parameters
as well. Lastly, this thesis considers the limitations of the presented models and control
methods, and provides recommendations for future studies.
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Chapter 1

Introduction

1.1 Motivation

Culturing cells in vitro , outside their normal biological surroundings, is one of the most
common techniques used in many biomedical and biochemical engineering �elds, and
in basic research of human development. For example, cultured cells are used in tissue
engineering as a product to repair, enhance, or replace biological tissues. On the other
hand, cultured cells are also used to make various products, such as viral vaccines, proteins,
and antibodies. In cytotoxicity tests, cell cultures are used to develop physiological disease
models to replace animal testing for drug screening, validating certain compounds (such
as cosmetic products), and determining the appropriate dosage of drugs and other
compounds.

Successful cell culturingin vitro requires that the culture environment is highly controllable
to provide desired culture conditions, such as proper temperature, O2 level, and pH.
In addition, the capability to change the culture environment in a controlled way is
advantageous for some cell studies. A biocompatible, sterile, and contamination-free
system is also required. It should provide nutrients (such as glucose, vitamins, amino
acids, and hormones) for cells, remove waste products, and be user-friendly. If needed,
the system should also provide a method to stimulate cells.

As the focus of this thesis is on the surrounding cell culture microenvironment, issues
related to intracellular phenomenon or functions, such as cell-to-cell interactions, are
not considered. Furthermore, this thesis does not cover stimulation of cells by chemical,
mechanical, optical, and electrical factors. Based on these restrictions, Figure 1.1 shows a
simpli�ed presentation of the in vitro cell culture microenvironment.

One of the main goals with in vitro human cell cultures is to develop models that
mimic better cellular behavior or drug response in humans compared toin vivo animal
models. A major problem with traditional in vitro cell culture methods, in which culture
plates are placed in an incubator, is providing uniform environmental conditions for
each culture inside the incubator. Recent developments in microsystems, micro�uidic-
based devices, and tissue engineering have provided solutions to tackle these problems
by using microbioreactors. These miniaturized devices have dimensions closer to the
natural cell environment, so it is possible to maintain cell culture conditions much more
precisely. This can enhance successful, long-term cell culturing. Microbioreactors are
also cheaper to fabricate than incubators and require less time, power, and reagents.
With reduced reaction volumes, smaller volumes of expensive reagents are required.
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Figure 1.1: Simpli�ed presentation of in vitro , monolayer cell culture microenvironment.

As a result, drug development costs could be lowered. In addition, microfabrication
provides the possibilities for designing and manufacturing geometries that are relevant
for the cells. Also, as accurate �ow control is typically possible in the microbioreactor
due to laminar �ow, micro�uidics is bene�cial for processes such as nutrient transport,
sample handling, reagent mixing, and cell di�erentiation, separation, and detection.
Furthermore, microbioreactors can image, track, and manipulate cells online, which is
not typically possible with conventional culturing methods without costly, specialized
arrangements. (Christen and Andreou, 2007; Davis, 1994; Jiang et al., 2014; Nelson et al.,
2010; Pasirayi et al., 2011; Petronis et al., 2006; Yum et al., 2014)

Microbioreactors, even with their high potential, are still in the development phase
without standardized techniques. There are still many research questions and problems
to study and solve. One task is to integrate these devices with widely used laboratory
equipment, such as pumps and gas supply. Another question is how to measure and
control environmental parameters, as implementing the sensors and actuators can be
challenging in microscale devices. Modeling tools are often the only way to study certain
issues in these microbioreactors, so they have been widely used in the design process. In
this thesis, several mathematical models have been developed to study �uid �ow and
drug delivery, CO2 transport and medium pH, and temperature in microscale cell culture
devices. In addition, a novel, non-invasive temperature control method is implemented.

1.2 Objectives and Research Questions

The fundamental objective of this thesis is to determine if modeling and indirect control
methods enhance the performance of microscalein vitro cell cultures by improving the
surrounding environment. More precisely, this thesis has two main objectives. The
�rst is to develop mathematical models for a deeper understanding of the cell culture
microenvironment and using these models as design tools to enhance cell culturing in
microsystems. The second goal is to see if the cell culture microenvironment could be
indirectly controlled and what advantages this may have. This thesis demonstrates this
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objective by integrating an indirect temperature control system to a developed microscale
cell culture device. To summarize, the speci�c research questions in this work are:

� Can numerical modeling tools be used to study gravity-driven �ow and drug concen-
tration pro�les in microscale systems, without the need for extensive computation
time?

� Can CO2 transport and medium pH be estimated using numerical methods in
silicone-based microscale cell culture devices, as only O2 transport models in these
devices have been reported?

� Is an indirect temperature measurement method acceptably accurate to successfully
monitor and control temperature for long-term cell culturing purposes?

1.3 Main Results

The main scienti�c contributions of this thesis are listed below.

� A model for studying, designing, and optimizing gravity-driven �ow (GDF) in
micro�uidic devices.

� A method that integrates GDF and a �nite element method (FEM) model to
estimate drug delivery and concentration gradients in these devices, without the
need for computation-intensive calculations.

� An analysis tool to optimize �ow measurement in micro�uidic devices using GDF.

� A mathematical model to study transient CO 2 transport and pH of the liquid in
silicone-based micro�uidic devices.

� A method to precisely measure and control cell culture temperature using indirect
measurement and system identi�cation.

To clarify, Figure 1.2 shows the main contributions of each publication and their relation-
ships.
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Figure 1.2: Main results from the publications of this thesis.

1.4 Outline

This thesis comprises �ve peer-reviewed scienti�c papers and one unpublished manuscript,
and is divided into six chapters. Chapter 2 presents the relevant background for the
study and highlights the current challenges that this thesis aims to solve. Chapter 3
explains theory related to this work. It includes all equations that are implemented in
the developed models and control systems.

Chapters 4 and 5 cover research work related to this thesis. Chapter 4 presents the
modeling work from Publications I � IV. Chapter 5 summarizes the developed tempera-
ture measurement and control method for cell culture microenvironments presented in
Publications V and VI. Both chapters are separated by sections, each concerning one
publication. The materials and methods are brie�y presented before summarizing the
main results. Finally, Chapter 6 concludes the main �ndings from this thesis and proposes
the next steps that could be taken to improve microscalein vitro cell cultures.
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Chapter 2

Background

In this chapter, a short overview of the cell culturing environment, modeling, and control
issues related to this thesis are provided. The focus is on a microscale cell culturing
environment that is required for successful long-term human cell culturing. The purpose
is to summarize previous results from the literature and put them into context of the
author’s work.

2.1 Introduction

In vitro cell culturing is one of the fundamental techniques used in biotechnology, biomedi-
cal engineering, and clinical diagnostics. It refers to the cultivation of cells in a controlled,
arti�cial environment that is outside of their biological surroundings. This complex
environment may consist of extracellular matrices, cell-to-cell interactions, growth factors,
essential nutrients, substrates, and physical microenvironmental conditions. A system
for cell cultures that includes environmental control systems to maintain all culture
conditions (such as temperature, O2, and pH as shown in Figure 1.1) in desired values is
typically called a bioreactor. For successful long-term cell culturing, it is crucial that the
bioreactor maintain a stable microenvironment. On the other hand, a precisely controlled
microenvironment is desirable to study cell responses to environmental changes. One of
the main reasons to use human cell culture modelsin vitro in these tests is their simplicity
compared to complex human pathophysiology, providing easier methods to study cellular
behavior and the e�ects of toxic compounds or drugs (Jiang et al., 2014; Nelson et al.,
2010; Pasirayi et al., 2011; Petronis et al., 2006). Obviously, anin vitro cell culture
model should always represent the physiological phenomena of interest with reasonable
accuracy, so that all experiment results are reproducible and consistent. These models
are an important part of fundamental research, as they help us understand cellular and
molecular biology, enable cell therapy, and can be used to study disease processes (Davis,
1994; Vickerman et al., 2008; Yum et al., 2014).

Development of new drugs is an extremely expensive process that can take more than 10
years and cost more than US$1 billion dollars. A major part of the expenses comes from
candidate failures in the clinical trials. Clearly, it is vital to obtain reliable data during the
pre-clinical studies to minimize the risk of failure in later stages of the development (Amir-
Aslani and Mangematin, 2010; Coppeta et al., 2017; DiMasi et al., 2003; Perestrelo et al.,
2015; Piccini et al., 2009; Scannell et al., 2012; Sung et al., 2010). Traditionally, animal
tests and models have been used in this development process. However, there are several
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drawbacks to these conventional drug-screening methods, from their slowness and ethical
issues, to the fact that developed models often cannot predict human toxicity and e�cacy.
Because of rising production costs, the pharmaceutical industry is now looking for new
ways to improve the drug development process. One promising solution is the use of cell
culture models in the later stages of pre-clinical testing. The idea is to generate models
that would better mimic human physiology and provide reliable human responses to drugs
and other chemicals. It is even possible to predict patient-speci�c responses to drugs using
patient-speci�c cell models. Studies using physiologically relevant cell culture models
have signi�cantly reduced the need for testing on living animals and humans (Christen
and Andreou, 2007; Dambach et al., 2005; Jiang et al., 2014; Lahti et al., 2012; Perestrelo
et al., 2015; Shuler, 2017; Trevisan et al., 2015; Yoshimitsu et al., 2014; Yum et al., 2014).

Traditional cell culturing, in which cells are typically plated in a standard vessel with
media and reagents, and stored in an incubator or a bioreactor, is a widely used and
well standardized technique to get reliable results. However, there are some limitations
with this method. Commercial incubators usually provide uneven conditions, such as
temperature, for cells stored in di�erent parts of the devices. This is undesirable, as
changes in the culture conditions can a�ect cell behavior, physiology and product quality,
creating artifacts in the experimental data. Stem cells are particularly sensitive to their
local microenvironment, as it regulates their survival and di�erentiation. Furthermore,
continuous monitoring, tracking, imaging, and manipulation is not possible in typical
culturing processes as cells must be taken out of the incubating device for observation,
thereby limiting studying dynamical processes of the cells (Christen and Andreou, 2007;
Discher et al., 2009; Petronis et al., 2006; Vu et al., 2017). This typically creates large,
uneven environmental conditions for the cultures and reduces the usability of parallel
experiments. Furthermore, uneven conditions increase in a typical laboratory environment
as the incubator door is continuously opened and closed. These problems have created a
need for a system that combines cell manipulation, monitoring and controlling of multiple
environmental parameters, and high-resolution imaging for obtainingin vitro results that
closely predict in vivo situations and improve drug development processes. One interesting
solution is a miniaturized version of a bioreactor that provide better environmental control
with online cell culture monitoring and manipulation (Figallo et al., 2007; Jiang et al.,
2014; Oomen et al., 2016; Rodrigues et al., 2011; Titmarsh et al., 2011). These systems,
called microbioreactors, combine micro�uidics and microfabrication techniques, and are
discussed in the next section.

2.2 Microbioreactors

Microbioreactors are downscaled version of bioreactors. Compared to conventionalin
vitro cell culturing methods, they provide, as explained in Section 1.1, a more controllable
environment. This enables them also to mimic the cells’ natural microenvironment more
closely (such as the shear stress level), enhancing long-term cell culturing. This is very
important for various biological cell studies. Microscale culture systems are not only
cheaper, but they also reduce the usage of reagents, time, power and other resources, and
provide better control of environmental parameters. Furthermore, it is easy to parallelize
these systems to provide a high-throughput platform to simultaneously study biological
processes, such as stem cell di�erentiation, or test di�erent drug compounds. With
microfabrication, it is possible to construct geometries and structures for the cells, such
as grooves. It is also very useful that many control parameters can be varied separately,
while simultaneously performing cell imaging (Bhatia and Ingber, 2014; Du�y et al., 1998;

6



Jiang et al., 2012; Karimi et al., 2016; Kim et al., 2007; Macown et al., 2014; Pasirayi
et al., 2011; Tehranirokh et al., 2013; Vu et al., 2017; Weigl et al., 2003; Yi et al., 2006;
Yoshimitsu et al., 2014; Yum et al., 2014).

Micro�uidics serves as a cornerstone of microbioreactors. Micro�uidics controls small
amounts of �uids �owing in submillimeter geometries. Flow in small dimensions is
typically laminar, such that the behavior of �ow can be precisely predicted, providing
opportunities for accurate �ow control. Together with high surface-to-volume ratio �ow,
these issues make micro�uidics bene�cial in nutrient transport, sample handling, reagent
mixing, and cell di�erentiation, separation, and detection. Furthermore, with microscale
devices, micro�uidics helps control gas concentrations (Jiang et al., 2014; Weigl et al.,
2003; Yoshimitsu et al., 2014; Yum et al., 2014).

Microbioreactors scale down reaction volumes. Therefore, smaller volumes of expensive
reagents are required for pharmacokinetic studies, potentially lowering drug development
costs. These systems can also help researchers better understand the action mechanism
of the drug. One important goal is rapid development of informative, versatile human
models that correctly predict human response to compounds. Therefore, using these
models in the later stages of pre-clinical testing (studying drug toxicity and e�cacy) could
potentially increase the success rate of drug candidates in clinical trials. In addition,
physiologically relevant models could be used to study toxicological responses to products
such as cosmetics and food ingredients (Coppeta et al., 2017; Jiang et al., 2014; Shuler,
2017; Sung et al., 2010).

Typically, micro�uidic devices for cell applications are fabricated from silicone elastomers.
Compared to silicon and glass, inexpensive material and easy fabrication processes make
elastomers ideal for rapid prototyping and �exible design. Currently, probably the most
commonly used material is polydimethylsiloxane (PDMS), which has been extensively
used to fabricate various micro�uidic devices for cell cultures, using a technique known
as soft lithography. This technique replicates the structure of the master by casting
PDMS over it, and then degassing and curing them, before removing the PDMS from the
master. PDMS-based devices are popular in biological studies because PDMS is optically
transparent, biocompatible, and permeable to gas, allowing optical microscopy and gas
control, as discussed in the next section (Christen and Andreou, 2007; Du�y et al., 1998;
Merkel et al., 2000; Whitesides, 2006) .

However, as with any emerging technologies, there are still some fundamental challenges
to using PDMS for biological studies and drug discovery. Some problems are related to
fabrication, such as a need for specialized microfabrication capabilities and problems with
scaling up this manufacturing process. Another issue is that PDMS can absorb small
molecules such as drugs, which alters the concentration of the investigated compound.
It also adsorbs proteins, which can lead to clogging of the microchannels. There are
some surface modi�cation methods to reduce both absorption and adsorption, but these
complicate the fabrication process and can lower biocompatibility of PDMS. Therefore,
many microbioreactors combine PDMS and other materials (such as glass) to overcome
this problem (Caballero et al., 2017; Coppeta et al., 2017; Lynn and Dandy, 2009; Merkel
et al., 2000; Ngo et al., 2016; Toepke and Beebe, 2006; Tsao, 2016; Velve-Casquillas et al.,
2011; Whitesides, 2006; Yi et al., 2006; Young and Beebe, 2010; Yum et al., 2014).

As presented above, microscale bioreactors are a very promising tool for drug development
and study of biological systems. One major drawback compared to conventional methods
is that there are no standardized cell culturing tools or analyzing methods available. To
achieve widespread usage of microbioreactors within the biomedical community, it should
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be possible to use standard culturing and analyzing techniques. These devices should also
be user-friendly, so that people working with cells do not need extensive training to use
the microbioreactors. Although scaling down has several bene�ts, it also provides some
challenges such as maintaining precise �uid volume for long-term cell cultures (from days
to weeks) without clogging microchannels and preventing liquid evaporation (Coppeta
et al., 2017; Lynn and Dandy, 2009; Yum et al., 2014). To overcome the latter problem,
and minimize osmolarity change of cell culture medium, we developed a system to supply
dry gases (CO2 or O2) through a gas-permeable PDMS ring (Kreutzer et al., 2017). This
method is used for several studies in this thesis.

2.3 Cell Culture Environment

Figure 1.1 shows a simpli�ed presentation of a cell culture microenvironment. Environ-
mental conditions for mammalian cell cultures are usually set to37 � C, 5% CO2, and
95% air to provide successful growth for most mammalian cells. Evaporation of liquid
is minimized by setting humidity close to 100%. The next sections examine the main
culture environment parameters related to this thesis, starting with �uid �ow, which
provides nutrients and drug compounds to cells and removes waste.

2.3.1 Fluid Flow

One of the main goals ofin vitro cell culturing is to mimic in vivo cellular microenviron-
mental conditions, while keeping simplicity. For example, cells experience continuous �ow
in their natural microenvironment. Furthermore, with the use of relative small liquid
volumes, the pH and osmolarity of cell media easily shift in static microscalein vitro
cultures because of cell growth and proliferation, or medium evaporation. Therefore,
perfusion systems that continuously supply fresh nutrients and remove waste forin vitro
cell cultures are important for successful, long-term cell culturing. Furthermore, a proper
shear stress level for cells can be provided, as it is possible to more precisely control
the extracellular microenvironment to mimic real physiological conditions in microscale
systems. These systems can also be used for delivery of drug compound to cells, and help
to understand better the action mechanism of the compound. This together with smaller
culture and reagent volumes requirements in microscale systems, provide a potential for
higher-throughput drug screening than conventional methods (Caballero et al., 2017;
Caicedo et al., 2010; Coppeta et al., 2017; Kim et al., 2007; Song et al., 2011; Yoshimitsu
et al., 2014; Young and Beebe, 2010).

Liquid is typically perfused in microbioreactors using external devices, such as peristaltic
or pressure-driven syringe pumps. However, passive methods, such as gravity-driven (Chen
et al., 2011a; Dimov et al., 2011; Gao et al., 2012; Kim and Cho, 2011; Kim et al., 2012;
Sung et al., 2010; Zhu et al., 2004) and surface-tension-driven (Berthier and Beebe, 2007;
Resto et al., 2010) pumping, do not require external pumps, tubing, and interconnections.
This greatly simpli�es the �uidic system, so cheaper and more portable (i.e. it is easier
to move the device in the laboratories) micro�uidic systems could be fabricated.

Major drawbacks of using the passive pumping method include limited �ow control
and challenges for recon�guration (Caballero et al., 2017; Coppeta et al., 2017; Young
and Beebe, 2010). However, with careful designing, �uid �ow can be controlled to
stay within certain limits for a required time period. These issues are considered in
Publication I, and study is further extended to cover drug delivery in Publication II.
Another challenge is that microchannels can get clogged during operation, so �ow rate
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monitoring is desirable. However, many used �ow rate sensor types cannot easily be
implemented to microbioreactors, due to practical concerns and limited space. Fortunately,
advanced micromachining processes allow for integrating miniaturized calorimetric �ow
sensors to micro�uidic devices. In this non-invasive, online method, �ow rate and direction
is measured without the need for any moving parts, resulting in sensors with low power
requirements and fast responses. For these reasons, replacing a conventional pumping
system, such as a syringe pump, by a gravity-driven pump and combining it together
with a calorimetric sensor provides an interesting approach for developing a cost-e�ective,
more portable micro�uidic system (Meng et al., 2008; Que and Zhu, 2014; Sun and
Cheng, 2013). Publication III presents a numerical model to study this sensing method
in gravity-driven micro�uidic devices.

2.3.2 Gas Transport and Medium pH

Proper parameters of the cell medium, such as dissolved oxygen concentration and pH,
are essential for successful cell cultures. Oxygen is not only a regulatory parameter
that in�uences on cell di�erentiation and function, but is also vital for cells’ energy
metabolism (Oomen et al., 2016). Micro�uidic devices have been developed to gener-
ate desired O2 concentrations for cell cultures by using gas permeability properties of
PDMS (Adler et al., 2010; Chang et al., 2014; Chen et al., 2011b; Funamoto et al., 2012;
Lee et al., 2006; Lo et al., 2010; Oppegard et al., 2009; Peng et al., 2013; Polinkovsky
et al., 2009; Shiku et al., 2006; Skolimowski et al., 2010; Thomas et al., 2011; Vollmer
et al., 2005; Wang et al., 2013a; Zahorodny-Burke et al., 2011).

Cell media with mammalian cell cultures are typically formulated with a combination of
NaHCO3 and 5% CO2, resulting a pH of 7.2-7.4. Proper pH value of the cell media is
important, as even a small deviation (0.1 units) from the optimal pH value can have a
large impact on cell growth and metabolism. Furthermore, as cells take in O2 and release
CO2, the cell media could alter pH without a controlled environment (Eddington et al.,
2001; Li et al., 2010).

Although providing a proper CO2 concentration is a typical method to control the cell-
media pH value in microscale devices (Forry and Locascio, 2011; Kim et al., 2007; Kreutzer
et al., 2017; Läritz and Pagel, 2000; Li et al., 2010; Mazzei et al., 2008; Polinkovsky et al.,
2009), other control strategies have also been reported. Eddington et al. (2001) presented
a concept for self-regulating pH, based on a passive hydrogel to control �ow, whereas
Futai et al. (2006) developed a CO2-independent cell culture medium by improving its
bu�ering capacity. Cell media have also been maintained at proper physiological pH level
by �lling the surrounding area of the micro�uidic device with a mixture of deionized (DI)
water, Na2CO3, and NaHCO3 (Takano et al., 2012, 2014; Yu et al., 2014). Cheng and
Chang (2011), demonstrated that constant pH regulation and generation of stable pH
gradients in microscale could be created using �eld-enhanced water dissociation. Lee et al.
(2006) maintained pH by periodic injection of base. In more sophisticated systems, pH
control was based on controlled dosing of two reagents (an acid and a base), together
with continually measuring pH, providing a real-time control system (Funke et al., 2010;
Welch and Christen, 2014).

2.3.3 Temperature

Temperature plays a vital part of successful cell culturing. For instance, small temperature
variations (1-2� C) altered cardiomyocyte beating characteristics (Laurila et al., 2016),
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and modulated the �ring rate during up states in the cortical network (Reig et al., 2010).
Furthermore, lower temperature can result in softer cells with slower activity (Picard
and Donald, 2009). Density and �uid viscosity in cell culturing environments are also
temperature-dependent, as is oxygen measurement to ensure stable operations. Further-
more, temperature uncertainty can be one of the main reasons for biological variability in
cell cultures.

To summarize, a key component for achieving reliable data for cell culture-based modeling
studies is a physiologically relevant microenvironment, in which precise temperature
control plays a vital role (Chong et al., 2008; Fang et al., 2017; Gruber et al., 2017;
Picard et al., 2010; Portillo-Lara and Annabi, 2016; Velve-Casquillas et al., 2010). This
emphasizes the potential of microscale devices, in which localized temperature control
is easier than in macroscopic systems. These devices also allow for faster temperature
changes because smaller sizes decrease thermal time constants (Fang et al., 2015; Lin
et al., 2011; Velve-Casquillas et al., 2011). Therefore, microscale devices allow more
precise study of thermal e�ects on cells, as presented in Publication VI.

2.4 Modeling and Control

2.4.1 Modeling

One main focus of this thesis is on mathematical modeling of the cell culture microenvi-
ronments. In these environments, modeling is greatly needed for multiple reasons. For
example, measuring the cell culture microenvironment is not always easy. Getting good
measurement data is often challenging in these small dimensions, as it can di�cult to
properly insert the sensor. In other cases, taking measurements can be practically impossi-
ble, as there are currently no sensors with suitable size available, or the environment may
be too hostile for the sensor to be used for long-term measurements. In addition, many
sensors and measurements can negatively a�ect the cells or prevent optical inspection of
the cell cultures. It is often not feasible to measure distribution in larger areas, such as the
uniformity of temperature through the entire cell culture area. Luckily, modeling provides
a method to overcome these issues. As numerical simulations provide insights to the
underlying mechanisms in the experiments, they can provide vital information to improve
future designs and devices. This can lower the amount of needed expensive prototypes
by quickly simulating various designs and choosing the most optimized one (Boy et al.,
2008; Caicedo et al., 2010; Christen and Andreou, 2007; HellØ et al., 2015; Kumar et al.,
2013; Peng et al., 2013; Sebastian and Wiesmann, 2008; Tourlomousis and Chang, 2016;
W�egrzyn et al., 2013; Weigl et al., 2003).

Partial di�erential equations are used to express the laws of relevant physics. They
can solve both stationary and time-dependent problems in cell culturing environments.
However, numerical methods are required to �nd solutions to more complex problems, as
solving these equations using the analytical method are limited to very simple physics
and geometries. One option is to create a mathematical model based on a state-space
representation that uses a set of input, output, and state variables to describe the system.
With this method, only one �rst-order matrix di�erential equation is required, instead
of using high-order di�erential equations. These models are also needed for modern
control methods, so the use of state-space representation is typically called the modern,
or time-domain, approach (Dorf and Bishop, 2005, pp. 131 �137). Section 3.3 provides
more detailed information about state-space models.
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We used FEM for the other modeling works related to this thesis, as it is suitable for
solving multiphysical problems in complex geometries. FEM uses elements of �nite
dimensions, known as �nite elements, to divide the considered system into smaller parts
(also called meshing). The solution to the structure is then approximated through these
elements. As partial di�erential equation can have several (or even in�nite) solutions,
boundary conditions in the model must be de�ned to constrain the solution. The model
is solved using an appropriate numerical solver that depends on the problem (linear or
nonlinear, stationary or time-dependent). The FEM simulation can be used to optimize
geometry for a speci�c application. It should be stated that models are generally a
simpli�ed representation of the system, so any obtained data should only be used as
guidelines to evaluate the e�ect of multiple parameters (HellØ et al., 2015; Reddy, 2006;
Vozzi et al., 2010).

One of the most important issues in FEM is proper meshing. In general, denser mesh will
improve model accuracy to a certain level. However, the cost is increased computation
time. Solutions should also always be mesh-independent, meaning that there are only
negligible changes in the solution when the mesh is re�ned. Therefore, it is important
that the mesh is optimized for the problem to provide a computationally e�cient model
that provides a solution with reasonable accuracy. To ensure that modeling results are
not meaningless, validating the model is always required. Ideally, this should be done
with experimental investigation, whenever possible (Christen and Andreou, 2007; Jani
et al., 2012; Kumar et al., 2013). Figure 2.1 shows an example of an FEM model, with a
mesh and a calculated velocity distribution.

(a)

(b)

Figure 2.1: Demonstration of a FEM simulation: (a) generated mesh; and (b) the solved
velocity distribution (unit µm/s).
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2.4.2 Identi�cation

A mathematical model of the system is often bene�cial, as it can be used to study things
such as system dynamics and control dynamics. However, determining a suitable model
for these systems is not always easy, typically because of unknown parts of the system
or the complexity of the studied phenomena. System identi�cation techniques, in which
measured experiment data is used to construct a model of the process, can be one solution.
The idea is to select a model structure that, with certain criteria, reasonably describes the
actual output of the system. The task is �nding a proper model that provides acceptable
output when input data is used. The selected model should be as complex as possible to
ful�ll its purpose, but simple enough that it still meets the requirements and reasonably
describes the dynamics of the system. The purpose of starting the identi�cation process
with simpler models is to prevent over�tting the model (Barbosa et al., 2011; Ljung, 1978;
Nielsen and Madsen, 2006; Shamloo et al., 2016; Sjöberg et al., 1995; Sohlberg, 2003;
Worden et al., 2007).

Development of the model using system identi�cation techniques involves an estimation
measurement, creating the candidate, and validating the model. The �rst two techniques
can be categorized into a learning state, in which a candidate model is adapted by using
input-output data from the estimation measurement. Usually, there are a set of model
structures that are further studied with input-output data, and then the most suitable
structure is chosen. This selection is based on the comparison of the estimated and
measured output data. After the learning state, it is always highly recommended to
validate the candidate using a separate measurement. If an unsatisfactory response is
obtained, a more suitable candidate, such as a higher order or a di�erent model structure,
is searched using the estimation measurement. When acceptable model response is
obtained, this candidate is adapted for the system model (Ljung, 1978; Sjöberg et al.,
1995; Sohlberg, 2003) .

One main bene�t of the identi�cation approach is that prior knowledge of the system can
be limited (so-called grey-box modeling) or not needed at all. In the latter technique (black-
box modeling), the model is developed purely based on input-output data, without prior
knowledge of the system or physics. In Publications V and VI, we created temperature
estimation, state-space models using this technique. An identi�cation-based control
system was developed in Publication VI to indirectly control the cell culture temperature.
The identi�cation approach can also automatically include fabrication tolerances and
other uncertainties in practical situations in the model. Identi�cation also provides
opportunities for easier integration of modules, such as a thermal control system, onto
microscale devices (Jiang et al., 2012; Kaigala et al., 2010). Furthermore, it is possible to
study what type of input signals are needed for the desired output response by inverting
the model (Barbosa et al., 2011; Kaigala et al., 2010; Nielsen and Madsen, 2006; Sebastian
and Wiesmann, 2008; Sohlberg, 2003). In miniaturized devices, identi�cation technique
has been used to create a model-based heater controller that separates the heating elements
from the micro�uidic chip (Kaigala et al., 2010), analyze cellular processes (Seker et al.,
2011), and develop a model that describes droplet motion in pressure-driven micro�uidic
channels (Wong and Ren, 2016).

2.4.3 Control

In cell culturing, environmental parameters such as pH, dissolved oxygen, temperature,
and �uid �ow are important (Li et al., 2010). The goal is to keep the output close to the
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desired set-point value. From the control viewpoint, there are two design considerations
for the controller: It should regulate around a set-point level within minimal error levels;
and provide satisfactory (fast enough) responses to transient set-point level changes. The
challenge is �nding the optimal controller to provide the most suitable response for the
system when considering design parameters such as limited input signal. A common
control method is to implement a feedback control system, also known as a closed-loop
control system. In these systems, measured output is compared to the desired set-point.
This di�erence is then feed to the controller that calculates a proper signal that is fed to
the system. Closed-loop control systems are widely used, as they reduce noise, increase
system stability, and work with di�erent signal types (Dorf and Bishop, 2005, p. 204;
Kaigala et al., 2010; Welch and Christen, 2014). For example, closed-loop systems have
been designed to control �uid �ow (Huang et al., 2011), droplet movement (Wong and
Ren, 2016), temperature (Christen and Andreou, 2007; Huang et al., 2011; Jiang et al.,
2012; Kaigala et al., 2010; Lee et al., 2006; Yu et al., 2014), oxygen (Lee et al., 2006;
Mazzei et al., 2008; Polinkovsky et al., 2009), and pH (Lee et al., 2006; Mazzei et al.,
2008; Welch and Christen, 2014).

2.5 Current Challenges

This section highlights current challenges and scienti�c gaps in cell culturing in vitro
related to this thesis. Problems and solutions are presented here at only a very general
level. Detailed explanations of each publication are given in the following chapters.

As there are no standardized microbioreactors, culture conditions for di�erent types
of cells must be optimized. The di�culty is designing a user-friendly, simple system
suitable for lab workers, while still mimicking the vital characteristics of living tissue.
Therefore, standardization of design and fabrication principles is vital for widespread
usage of microbioreactors. In this process, modeling the cell culture microenvironment is
a valuable tool to optimize these devices. The models developed in this work are described
next.

Publications I to III examine gravity-driven �ow in micro�uidics devices. Gravity-driven
�ow uses a passive pumping method to replace external devices such as syringe pumps.
Publication I showed that many earlier studies concerning gravity-driven pumps and
micro�uidics did not consider capillary forces (Chen et al., 2011a; Dimov et al., 2011;
Gao et al., 2012; Kim and Cho, 2011; Kim et al., 2012; Lam et al., 2006; Sun et al., 2008;
Sung et al., 2010) or reported that these forces were cancelled out (Zhu et al., 2004).
However, Publication I demonstrated that capillary forces do play an important part in
typical micro�uidic systems. Flow rate is overestimated in models without capillary forces,
possibly leading to undesirable �uid �ow. To solve this problem, we used electrical analogy
to create a simple, but su�ciently precise, analytical model to estimate gravity-driven
�ow in these devices.

Publication I was further extended in Publication II to cover drug delivery. We developed
a model to study drug distribution and shear stress in a gravity-driven micro�uidic system.
The major problem with conventional numerical methods is that time-dependent solutions
are only at the scale of seconds at most because of computationally-intensive calculations
of two-phase (gas and liquid) �ows, while typical time scales of gravity-driven systems
go from minutes to days. Publication II suggested combining the model presented in
Publication I with FEM simulations. This approach will signi�cantly reduce required
computation time, while still providing acceptable simulation accuracy.
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As microchannels can get clogged while the gravity-driven device is running, usually due
to gas bubbles introduced into the channel (Bruus, 2008), it would feasible to continuously
monitor �uid �ow in these systems. One solution is to use miniaturized, calorimetric
�ow sensors. A calorimetric �ow model is useful to optimize, for instance, measurement
sensitivity. This sensor has been modeled in many studies (Kim et al., 2009; Palmer et al.,
2013; Que and Zhu, 2014; Sazhin, 2013), but, to the best of our knowledge, there are no
published models that combine calorimetric �ow sensor to gravity-driven �ow systems.
Publication III presents this combination.

Proper O2 and CO2 concentrations are important for in vitro cell cultures. As long-term
measurements of these concentrations are not easy to implement, numerical models would
provide a valuable design tool to optimize the structure of the cell culturing device. It can
also be very di�cult to measure uniformity of gas concentration in the entire cell culturing
area (Peng et al., 2013). Transport of O2 in PDMS-based micro�uidic cell culturing
devices has been extensively modeled (Adler et al., 2010; Chang et al., 2014; Chen et al.,
2011b; Funamoto et al., 2012; Inamdar et al., 2011; Peng et al., 2013; Polinkovsky et al.,
2009; Shiku et al., 2006; Skolimowski et al., 2010; Thomas et al., 2011; Vollmer et al.,
2005; Wang et al., 2013a; Zahorodny-Burke et al., 2011). However, transport of CO2 was
modeled for the �rst time in Publication IV.

Properly controlled temperature is important for long-term cell cultures in vitro . Precise
temperature control typically requires that the measurement be taken directly from the
cell culture, which may raise some problems. For example, the sensor can disturb cell
growth and interrupt optical microscopy. One typical solution is to place the sensor next to
the cells. However, this would require a larger chamber (Petronis et al., 2006; Picard et al.,
2010). Therefore, temperature sensors are placed outside the chambers in many culture
devices. For instance, sensors can be located close to the culture chamber or the inlet of
the chip (Pennell et al., 2008; Wang et al., 2013b), in a withdrawal chamber (Vukasinovic
et al., 2009), or simply next to the device (Abeille et al., 2014). Sensors can also be
integrated with the heating element (Habibey et al., 2015; Jang et al., 2016; Saalfrank
et al., 2015). One major problem with these solutions is that they cannot precisely control
the temperature, as they do not measure temperature in the cell culturing area. To
reduce this error, some studies have implemented a separate reference chamber, including
a temperature measurement (Bi� et al., 2012; Lin et al., 2010; Regalia et al., 2016).
However, this requires an extra space for the chamber that is only used for temperature
measurement. Some solutions, in which the sensor is located outside the device but
can still provide precise temperature control, have been demonstrated (Buhler et al.,
2017; Regalia et al., 2016; Reig et al., 2010), but seem rather complex. A water bath
surrounding the chamber is used, resulting in long settling times during the heating
phase. In addition, there may be still problems with avoiding signi�cant temperature
di�erences in di�erent parts of the chamber (Petronis et al., 2006). Direct temperature
measurements, based on optical detection methods, have also been demonstrated (Glawdel
et al., 2009; Ross et al., 2001; Samy et al., 2008). One challenge is that measurement
precision (approximately 2:5 � C at 37 � C (Ross et al., 2001)) is not su�cient for cell
culturing studies. For the aforementioned reasons, we proposed an indirect temperature
measurement and control method in Publications V and VI, in which the desired cell
culturing area temperature is controlled by outside measurement and the developed model
that estimates the temperature in the cell culturing area.
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Chapter 3

Theoretical Background

3.1 Micro�uidic Perfusion Culture, Gravity-Driven Flow, and
Drug Delivery

This section covers the theory of liquid �ow, as it relates to this thesis. As we mainly deal
with relatively slow, pressure-driven �ows in microchannels, a few reasonable assumptions
can be made to calculate and model micro�uidic �ow. We expect that �uid is incompress-
ible and Newtonian, with uniform viscosity. We also assume that �ow remains within the
Stokes �ow region, in which inertial forces are small compared to viscous forces. This can
be characterized by a commonly used, dimensionless parameter, known as the Reynolds
number Re. It describes the ratio of inertial to viscous forces in a �uid and is calculated
using (Berthier and Silberzan, 2006, p. 11)

Re =
inertialforces
viscousforces

=
�vL

�
(3.1)

where � and � are the density and dynamic viscosity of liquid, respectively, andv and
L are �ow velocity and characteristic length, respectively. The maximum Re in our
studies is small (< 1), resulting in a steady-state, fully developed, laminar �ow with
negligible unsteady forces. In addition, any external forces, minor losses, or hydrodynamic
entrance-length e�ects are not considered (Galvis et al., 2012; Solovitz and Mainka,
2011). It should be emphasized here that in gravity-driven �ow systems considered in this
thesis, gravitational forces create pressure di�erences that drive liquids from the inlets
towards the outlets, and the resulted �ows have small Reynolds numbers. Therefore, we
can linearize the Navier-Stokes equations and solve the velocity �eld matrixv , using
the time-dependent Stokes equations for incompressible Newtonian �uids (p is the �uid
pressure)

� r 2v � r p = 0
r v = 0

(3.2)

Using previously mentioned assumptions, we can use the Hagen-Poiseuille law to estimate
�ow rate Q. The law states that the pressure di�erence � p(t) between the inlet and
outlet of the channel is proportional to the Q(t). The law is analogous to Ohm’s law in
electric circuit analysis, which states that a voltage drop over a resistive conductor is
the electrical resistance multiplied by the electric current through the conductor. This
hydraulic electric circuit analogy is very useful when estimating steady-state pressure
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drops over microchannels and can be generalized to (Kang and Banerjee, 2011; Oh et al.,
2012)

� p(t) = Rhyd Q(t) ) Q (t) = � p(t)=Rhyd (3.3)

where Rhyd is the hydraulic resistance of the channel. In theory, the law applies only for
a pressure-driven �ow in a circular, in�nitely long, perfectly straight channel. However,
it is also a good approximation for non-circular and �nite-long channels, as long as
the Re is small and the channel length (L c) is much larger than any cross-sectional
channel dimension (Oh et al., 2012; Solovitz and Mainka, 2011). Therefore, we used this
approximation in our work. This method can be used to �nd the �ow rate through a
given micro�uidic network, but it does not provide detailed information about the �ow
�eld. However, data about the �ow rate is often su�cient information (Oh et al., 2012).
To determine the hydraulic resistance of a channel with rectangular cross-section (channel
width wc and height hc so that wc > h c) Rhyd _ rec (Fuerstman et al., 2007)

Rhyd _ rec =
12�L c

h3
cwc

�
1 �

192hc

wc� 5 tanh(
�w c

2hc
)
� � 1

(3.4)

In microchannels, capillary forces should be considered in two-phase �ows. These forces are
located between gas and liquid interfaces. The hydraulic radiusr h is de�ned as (Berthier
and Silberzan, 2006, p. 20)

r h = 2A=Pwet (3.5)

where A and Pwet are the cross-sectional area and the wetted perimeter of the geometry,
respectively.

A capillary pressure drop between advancing and receding fronts of liquid is due to unequal
advancing and receding contact angles (� a and � r ). When assuming constant contact
angles and surface tension, the capillary pressure drop (� pcap ) is de�ned by (Berthier
and Silberzan, 2006, p. 43)

� pcap = 2 � lg

�
� cos(� a)

r ha
+

cos(� r )
r hr

�
(3.6)

where � lg is the surface tension between liquid-gas interface, andr ha and r hr are the
hydraulic radii at the points where advancing and receding interfaces, respectively, are
located. If these points have the same cross-section, such as both interfaces inside the
uniform channel, we getr ha = r hr = r h (hydraulic radius of the geometry where liquid-gas
interfaces are located). The previous equation can then be simpli�ed to

� pcap = 2 � lg (� cos(� a) + cos( � r )) =rh (3.7)

Publication I considered gravity-driven �ow, in which the working pressure is created
without any external pump. Instead, the height di�erence � h (t) between the liquid
plug levels at the inlet and outlet reservoirs was used. Hydrostatic pressure for an
incompressible �uid is de�ned as

phyd (t) = �g � h(t) (3.8)

where g is gravitational acceleration. Figure 3.1 shows the working principle of gravity-
driven pumping in a micro�uidic system. When the liquid plug level is higher in one
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reservoir (the inlet reservoir, in this case) than in the other (the outlet reservoir), hy-
drostatic pressure is created (Eq.(3.8)). This pressure pushes the liquid from the inlet
reservoir toward the outlet reservoir, through the microchannel between the reservoirs.
While liquid is �owing, the height di�erence and the hydrostatic pressure are reduced,
slowing �ow rate. The �ow rate is related to the hydrostatic pressure and the hydraulic
resistance of the system.

Figure 3.1: Working principle of the gravity-driven �ow (not to scale). Liquid �ow is driven by
hydrostatic pressure created by the liquid level di�erence � h between inlet and outlet reservoirs.

Low hydrostatic pressure is used in the work related to this thesis. Therefore, we
assume that there is no deformation of microchannels. The hydraulic resistance of the
channel can be modeled as purely resistive, without any dynamic parts. Furthermore,
the model assumes a constant temperature, and constant �uid density and viscosity
without evaporation or condensation of the liquid. An equal atmospheric pressure should
prevail in both reservoirs, so their e�ects cancel each other out. If we take together
these assumptions, the equations presented earlier and the fact that capillary forces
oppose hydrostatic pressure for the systems in this work, the �ow rate of steady-state,
gravity-driven laminar �ow over microchannel can be approximated when we know the
total pressure drop � p(t). When the inlet and outlet reservoirs have identical cross-section
areas, we can use the previous equations and calculate the �ow rate at di�erent time
instants by

Q(t) =
� p(t)
Rhyd

=
(phyd (t) � � pcap )

Rhyd

=
�g � h(t) � 2� lg

r h
(� cos(� a) + cos( � r ))
Rhyd

(3.9)

where Rhyd is now the hydraulic resistance of the whole system. The �ow rate can
further be converted to an average �uid velocity and a height di�erence change when the
cross-sectional areas are known. This method is used in the analytical model developed
in Publication I. The measured height di�erence (see Section 4.1) can be converted to
�ow rate using the following equation when inlet and outlet reservoirs have identical
cross-section areas

Q(t) = �
1
2

@� h(t)
@t

A (3.10)

where minus sign is used to convert the reducing height di�erence to positive �ow (direction
from the inlet reservoir towards the outlet reservoir) that is always the case in this thesis.
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Previous equations will give steady-state, volumetric �ow rates and corresponding pressure
drops. However, we are often interested in the spatial distribution of �ow to study, for
instance, shear stresses or drug concentration pro�les. This is considered in Publication II.
As there were no analytical solutions available, numerical methods were implemented
by using FEM. The model combines Eq.(3.9) to calculate the working pressure, and
Fick’s law and the mass-balance equation to �nd drug concentration pro�les. When the
consumption rate of drugs is assumed to be zero, governing equations to express drug
transportation through di�usion and convection are

@cd
@t

+ r � (� Ddr c) + v � r c = 0

N = � Ddr cd + vcd

(3.11)

where cd and Dd are the concentration and di�usion coe�cient of the drug, respectively.
The �ux expression for the drug, N , is used in boundary condition and �ux computations.

Publication III presents a numerical model that combines gravity-driven �ow and �ow
measurement. A calorimetric sensor, which is a non-invasive, fast method with low power
requirements, is implemented to measure �ow rate and direction. In addition, it can easily
be miniaturized for micro�uidic devices without any moving parts (Meng et al., 2008;
Que and Zhu, 2014; Sun and Cheng, 2013). The measurement system, which is placed in
a �uidic channel, includes two temperature sensors and a heating element, symmetrically
located between the sensors. Generated heat is transported via convective heat transfer
to the �uid, and both sensors monitor temperature T . When �uid �ows over the heater,
forced convection transfers the generated heat downstream. This generates a di�erence
between downstream (Tdown ) and upstream (Tup ) temperatures (� T = Tdown � Tup ). For
this reason, a relationship between the temperature di�erence and �uid �ow can be used
to measure �uid mass �ow rate Q in a known channel (Kim et al., 2009; Palmer et al.,
2013). Figure 3.2 shows the simpli�ed working principle of the �ow sensor.

Figure 3.2: Working principle of the calorimetric �ow sensor. Heat induced by the heater
results in a higher temperature in the downstream sensor.

The sensitivity of the calorimetric sensor (ST Q ) is an important parameter. Higher
sensitivity provides lower measurable �ow rates. This is determined by comparing the
change in the measured temperature di�erence (� T ) to the change in �ow rate (Sazhin,
2013)

ST Q =
@� T
@Q

(3.12)

Sensors used in this work have positive temperature coe�cients of resistance, and it
is assumed that they have a constant temperature coe�cient � in the measurement
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range used in this study. Therefore, a linear approximation is used to determine their
temperature-dependent resistancesR(T ):

R(T ) = R(T0)(1 + � (T � T0)) (3.13)

where R(T0) is the sensor reference resistance at a reference temperatureT0.

In this thesis, we consider gravity-driven micro�uidic systems that include two reservoirs
connected through a microchannel, with a �ow sensor to measure �ow rate. In these
systems, the �ow rate can be calculated using Eq. (3.4), (3.6), (3.8), (3.9), and (3.10).

3.2 Gas Contents and Liquid pH

This section covers equations required for the model developed in Publication IV. In a
PDMS cell culturing device, CO2 can be stored in gas, liquid, and solid phases. In this
case, the solid phase refers to the CO2 concentration within the PDMS parts. To model
the entire system, CO2 transportation mechanisms in and between these three phases
must be described. CO2 is transported by both di�usion and convection in the gas and
liquid phases, whereas there is no convection in the solid phase. Transportation of CO2 in
PDMS is only di�usion-driven, and CO 2 di�uses through material due to concentration
di�erences. Equations (3.14) to (3.17) concern mass balance, CO2 concentration, and �ux
in di�erent phases (Forry and Locascio, 2011; Polinkovsky et al., 2009; Stoian et al., 2012).
If we assume no material consumption, three di�erent mass transportation equations
describes a mass balance in the system

@cg
@t

+ r (� Dgr cg) + vg r cg = 0

@cl
@t

+ r (� D l r cl ) + v l r cl = 0

@cp
@t

+ r (� Dpr cp) = 0

(3.14)

where subscriptsg, l , and p denote the CO2 concentration, di�usion coe�cient, and
velocity �eld in the gas, liquid, and solid phases, respectively.

Equation (3.15) describes the equilibrium of the CO2 concentration between (i) gas and
liquid, (ii) gas and PDMS, and (iii) liquid and PDMS

cg
kgl



k lg

cl ; cg
kgp



kpg

cp; cl
k lp



kpl

cp (3.15)

where k represents the mass transport coe�cient at the speci�c surface, and the subscript
indicates the direction. In other words, kgl provides the mass transport coe�cient from
the gas phase to the liquid phase at the interface between these two phases.

A dimensionless partition coe�cient between two phases, Kp , is calculated using the
saturated concentration values (Shiku et al., 2006; Skolimowski et al., 2010)

Kp lg =
klg

kgl
=

cgsat

clsat
; Kp pg =

kpg

kgp
=

cgsat

cpsat
; Kp pl =

kpl

klp
=

clsat

cpsat
(3.16)

where cgsat , clsat , and cpsat are saturated CO2 concentrations in the gas, liquid, and
PDMS phases, respectively.
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Based on the previous equations, mass transport at the interface between two di�erent
phases is modeled using mass transport coe�cients and CO2 concentrations in both
sides of the interface. These �uxes between two phases are modeled using the following
equations (Shiku et al., 2006; Skolimowski et al., 2010)

F l lg = klg cl � kgl cg = kgl (Kp lg cl � cg)
F lpg = kpgcp � kgpcg = kgp(Kp pgcp � cg)

F lpl = kpl cp � klp cp = klp (Kp pl cp � cl )
(3.17)

where F l lg , F lpg , and F lpl denote the CO2 �ux toward the gas phase at the liquid/gas
interface, the �ux toward the gas phase at the PDMS/gas interface, and the �ux toward
the liquid phase at the PDMS/liquid interface, respectively. For the opposite �ux direction,
a negative sign is used.

Saturated concentrations of CO2 in di�erent phases can be calculated by the following
equations. The saturated CO2 concentration in the gas phase, when assuming that the
ideal gas law is valid, is estimated by

pCO 2V = nRT; cgsat =
n
V

) cgsat =
pCO 2

RT
=

F vCO 2pch

RT
(3.18)

where pCO 2, V , n, R, F vCO 2, and pch are CO2 partial pressure, volume, amount of
substance, the ideal gas constant, volume fraction of CO2 gas component, and total
pressure in the chamber, respectively.

If CO2 is assumed to be an ideal gas, Henry’s law, which describes the equilibrium
between vapor and liquid, de�nes CO2 concentration in the liquid phase. Henry’s law as
a function of temperature can be then used to calculate the dissolved CO2 concentration
in the liquid phase (Sander, 2015)

khH (T ) = khH (0) exp
�
� H

�
1
T

�
1

TSAT P

��

clsat (T ) =
pCO 2

khH (T )

(3.19)

wherekhH (T ) , khH (0) , TSAT P , and H are Henry’s law constant at experiment temperature
T , Henry’s law constant at standard ambient temperature TSAT P (298.15 K), and a
constant used to calculate temperature-dependent Henry’s law constant (in K), and
clsat (T ) is saturated CO2 concentration in the liquid phase at experiment temperatureT
and CO2 partial pressure pCO 2, respectively.

The saturated CO2 concentration in PDMS is calculated, based on the solubility of CO2
in PDMS (Merkel et al., 2000)

SCO 2 = Sinf (1 + pch np)
cpsat = SCO 2 � cgsat

(3.20)

where SCO 2, Sinf , and np are the solubility of CO2 in PDMS, the in�nite dilution
solubility, and the pressure dependence of solubility, respectively.

When solubility and permeability properties are known, di�usion coe�cient of CO 2 in
PDMS, Dp, is estimated using (Charati and Stern, 1998)

Dp =
P

Sco2
(3.21)
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where P is the permeability coe�cient of CO 2 in PDMS. Using this equation, the mean
di�usion coe�cient can be calculated when the solubility is known, and the permeability
coe�cient is determined with experiments. This approach was used in Publication IV.

In Publication IV, the model was veri�ed using water, where pH is changed by dissolved
CO2. The overall carbonate reaction in water is (Forry and Locascio, 2011)

CO2(gas) , CO2(aq)

CO2(aq) + H 2O , H2CO3 , HCO�
3

HCO�
3 , H+ + CO 2�

3

(3.22)

where CO2(aq) , H2CO3, HCO�
3 , H+ , and CO2�

3 are the dissolved CO2 in liquid, carbonic
acid, bicarbonate ion, hydrogen ion, and carbonate ion, respectively. Next, brackets are
used to describe the concentration of the compound. For example, the concentration of the
dissolved CO2 in liquid ([CO 2(aq) ]) equals to cl in Eq. (3.14) to (3.17). As the hydration
equilibrium constant, K hyd ([H2CO3]/[ CO2(aq) ]), is approximately 1:7 � 10� 3 (Forry and
Locascio, 2011), less than 0.2 percent ofCO2(aq) molecules are converted toH2CO3, so
the majority of the dissolved CO2 exists asCO2(aq) . Similarly, as [CO2�

3 ] is signi�cantly
smaller than [HCO�

3 ] at the pH level used in these studies (Liu et al., 2012), it was not
included in the analysis. Using these assumptions, water pH can be approximated very
precisely in the experimental conditions using the following equation

pH = � log10([H+ ]) � log10(
p

K w + cl K c) (3.23)

where K w and K c are the ion product of water (� 10� 14 at room temperature) and the
thermodynamic constant for the dissociation ofH2CO3, respectively. The latter can be
approximated at a certain temperature between 0� C and 50 � C using constantsp1, p2,
and p3 (Millero and Pierrot, 1998)

K c = exp
�

p1 +
p2

T
� p3 ln (T )

�
(3.24)

where p1 = 290:9097, p2 = � 14554:21, p3 = � 45:0575for H2CO3. In the equation, the
unitless value of T (in Kelvins) is used. With these parameters, the calculatedK c is
approximately 4:4 � 10� 3 at 24� C.

Previous equations concerned pH of water (H2O) solution. The cell culture medium used in
this thesis includes NaHCO3 as a bu�er to maintain a proper pH. It is again assumed that
the majority of the dissolved CO2 exists as CO2(aq) (Forry and Locascio, 2011), and that
NaHCO3 dissociates to the medium with the following equation, so that its concentration
([NaHCO3]) equals to the initial concentration of HCO�

3 ([HCO�
3 ]) (Hochfeld, 2006, p. 106;

Harrison and Rae, 1997, p. 36)

NaHCO3 + H 2O , Na+ + HCO �
3 + H 2O ,

Na+ + H 2CO3 + OH � , Na+ + OH � + H 2O + CO 2(aq)
(3.25)

where Na+ and OH- are sodium and hydroxide ions, respectively. The relationship
between NaHCO3 and CO2 in the culture medium can the be expressed by the Henderson-
Hasselbalch equation to determine pH (Hu, 2012, p. 114; Quinn and Cooke, 2004)

pH = pKa + log 10

�
base
acid

�
= pKa + log 10

�
[HCO�

3 ]
[CO2(aq) ]

�

= pKa + log 10

�
[NaHCO3]
[CO2(aq) ]

� (3.26)
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where pKa is a negative, common logarithm of the acid dissociation constant of NaHCO3.

3.3 Identi�cation

In this thesis, we have developed temperature estimation models using the system
identi�cation techniques. Our approach was to estimate the model parameters using
measured input and output data, and �t the model to the measured data without
prior information about the physical system. Therefore, we used a black-box modeling
technique (Kaigala et al., 2010; Sohlberg, 2003; van Schijndel, 2007).

Explicit, discrete, time-invariant, state-space models include the state vectorx (k), the
input vector u (k), the output vector y (k), and parameter matricesA , B , C , and D .
These state-space models have the following structure (Ljung, 2016)

x (k + 1) = Ax (k) + Bu (k)
y (k) = Cx (k) + Du (k)

(3.27)

where matricesA , B , C , and D are a state matrix, an input-to-state matrix, a state-
to-output matrix, and a feedthrough matrix, respectively. As time-invariant systems
are considered, these matrices are constant and not time-dependent. We initially tested
second-order models, but obtained unsatisfactory results. We then implemented models
with three state variables. Our third-order models have the following form

A =

2

4
a11 a12 0
1 0 0
0 1 0

3

5 ; B =

2

4
b1
0
0

3

5

C =
�
c1 c2 c3

�
; D =

�
0
�

(3.28)

wherea11, a12, b1, c1, c2, and c3 are constants for each of the developed models. They are
discussed in Chapter 5. The coe�cient of matrix D = 0 , so no direct or linear relationship
between the input and the output was detected.

To compare and choose the most suitable models, we used a prediction error method. In
this method, a model in which the outcome is as close as possible to the true system, if
known, is chosen (Ljung, 1978). We used a �t number to compare our models. It is based
on a normalized root mean square error criterion and can be calculated (as a percentage)
using (Ljung, 2016)

f it = 100
�

1 �
jym � ŷj
jym � �yj

�
(3.29)

where ym and ŷ are the measured and the estimated output, respectively, and�y is the
mean ofym .

3.4 Closed-Loop Control System

In this section, we provide a general presentation of the closed-loop control system that
is used in this work (Dorf and Bishop, 2005, pp. 3, 7, 10, 391). The feedback controller
system includes a set-point valuer (t); an output value y(t); an error signal e(t) that
compares these two signals (e(t) = r (t) � y(t)); and a control variable u(t) that is
the output from the controller. Here, r (t), the value at which we want our process to
settle (for instance, temperature at 37� C), is compared to the measured process value
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ym (t) (which ideally equals to y(t)). The resulting e(t) is then fed to a controller that
continuously tries to minimize this error over time by adjusting u(t). As the controller is
the fundamental part of the control system, it must be properly designed. The widely
used proportional-integral-derivative (PID) controller can be implemented to develop
stable, closed-loop systems. Figure 3.3 presents a block-diagram model of the negative
feedback system using the PID controller. This �gure is a simpli�ed presentation without
noise term, �ltering, and so on.

Figure 3.3: Simpli�ed block diagram of a negative feedback control system using the PID
controller.

A PID controller in time domain can be mathematically presented as

u(t) = K pe(t) + K i

Z t

0
e(� )d� + K d

de(t)
dt

(3.30)

whereK p, K i and K d are non-negative coe�cients of proportional, integral, and derivative
terms, respectively. These terms concern the error in di�erent time scales:K p deals with
present values,K i calculates past values, andK d predicts future trends of the error. The
bene�ts of the PID controller are its simplicity and that it is only based on the measured
ym (t), so it does not need the knowledge of the underlying process. Therefore, it can
be used for a wide range of applications. In this study, we excluded the derivate term,
implemented a discrete-time proportional-integral (PI) controller, and initialized the
controller so that initial values before the measurement are zero. The so-called position
form of the discrete-time PI controller is

s(k) = s(k � 1) +
e(k) + e(k � 1)

2
ts

u(k) = K pe(k) + K i s(k)
(3.31)

where ts is sample time of the discrete-time controller, ands(k) is the calculated integral
value of the error using trapezoidal approximation.

One issue with this type of controllers is integral windup. When the error signal is
signi�cantly large and/or continues for a long period, the integral term can grow very
large. The problem is that there are always limitations of physical systems (controllers and
other devices), so controller output will saturate at some point. However, overshooting
will occur as the integral term continues growing. For this reason, we implemented an
anti-windup method, which resets the initial value of the integrator to a certain value
that is chosen in advance of when saturation occurs (Kaigala et al., 2010).
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Chapter 4

Modeling the Microscale Cell
Culture Environment

The main parts of Publications I to IV are summarized in this chapter. It is divided
into four sections, with each presenting one publication. Each section includes two
subsections. The �rst subsection presents materials and methods, while the second
subsection summarizes the main results.

4.1 Gravity-Driven Flow Model

4.1.1 Materials and Methods

The goal of Publication I was to developed a simple, e�ective analytical model to study
gravity-driven pumping. Figure 3.1 presents the working principle of the gravity-driven
�ow, and Eq. (3.1) to (3.9) are used in the model. We fabricated four di�erent devices
made of PDMS to develop and verify the model, including two identical reservoirs,
connected by 10-mm long and 50-µ m high microchannels. Four channel widths (50µ m,
100 µ m, 250 µ m, and 500µ m) were studied. We imaged these fabricated channels along
the channel length using microcomputing tomography (Xradia MicroXCT-400). Based on
the image analysis using MATLAB (Version R2014a, The MathWorks, Inc., Natick, MA,
USA), average respective channel heights and widths were 47.8µ m and 51.9µ m; 47.6 µ m
and 103.7µ m; 48.0 µ m and 251.8µ m; and 47.1µ m and 497.3µ m, with targeted widths
of 50, 100, 250, and 500µ m, respectively. Targeted and measured channel dimensions
were used in three models, as presented in Section 4.1.2. During the experiments, we
recorded liquid levels in the reservoirs using a digital camera (Sony XCD-X710) with a
frame rate of one image per minute, and then calculated height di�erences between the
inlet and the outlet reservoirs using image analysis. Figure 4.1 shows one of the devices
and an example of the image-based analysis. As shown in the �gure, we fabricated three
similar devices for each channel type (targeted widths of 50, 100, 250, and 500µ m) to
perform parallel experiments. Before the experiments, each inlet reservoir was �rst �lled
with DI water before pushing liquid through the microchannel, resulting in approximately
48-mm and 1-mm to 2-mm high initial plugs in the inlet and outlet reservoirs, respectively.
Furthermore, an image-based contact angle estimation for� a and � r was separately
performed from a few images during the experiments. Based on the measured contact
angles,110� and 60� for � a and � r , respectively, resulted in � pcap of approximately 80.8
Pa, using Eq. (3.7).
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(a) (b)

Figure 4.1: Gravity-driven �ow experiment: (a) fabricated device, and (b) a snapshot of the
image-based analysis, presenting estimated inlet (squares) and outlet (triangles) reservoir plug
heights. Adapted from Publication I.

In the models, the hydraulic resistance of the whole system,Rhyd , consisted of two
reservoirs, the microchannel and other connection parts. However, with the dimensions
and geometries used in this study, the hydraulic resistance of the rectangular microchannel
Rhyd _ rec was several orders higher than the resistance of the rest of the system. Therefore,
the total hydraulic resistance of the systemRhyd was approximated asRhyd _ rec . Three
di�erent analytical models (named Model 1, Model 2, and Model 3) were then developed.
The di�erences between models depended upon which channel dimensions were used in
Eq. (3.4) to calculate Rhyd _ rec and which contact angles were used for capillary forces in
Eq. (3.7). In Model 1, capillary forces were assumed to be zero, whereas� pcap was set
to 80.8 Pa in other models, based on the measured contact angles. Furthermore, Models
1 and 2 used the targeted channel dimensions, whereas measured channel dimension
were used in Model 3 to calculateRhyd _ rec . Finally, the three analytical models were
numerically solved at di�erent time instants using Simulink (The MathWorks, Inc.). More
detailed information about the fabrication process, dimensions of the fabricated devices,
simulation parameters, and details of the experimental setup can be found in Section 3 in
Publication I.

4.1.2 Results and Discussion

This section summarizes the main results from Publication I. Six measurements (from two
separate experiments with three parallel microchannels) were used to calculate average
plug height di�erences of � h (t), together with their standard deviations. After the
experiments, measured data were compared to data received from the three models
presented in the previous section. Figure 4.2 shows the comparison. To clarify the images,
measurement values with only selected time points are plotted. It can be noted that results
from Model 3 have a very close relationship to experimental data. The results presented
here were similar to other studies (Oh et al., 2012; Song et al., 2011). This emphasizes
that the developed model can be used to determine pressure drops and �ow rates in
micro�uidic system networks. Gravity-driven �ow models, including capillary forces,
produce remarkably better estimates of real �ow rates than models without them. This
assumption has typically been used in the previous studies. Furthermore, more precise
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results were obtained from the model using the measured channel dimension. It was
noticed from the imaged channels, that fabricated microchannels had trapezoidal cross-
sections with rounded corners (see Figure 5 in Publication I). The hydraulic resistances
of these channels can be approximated reasonably well with Eq.(3.4), that is used
for channels with rectangular cross-sections. The e�ect of fabrication tolerances and
microchannel inaccuracies on the results can also be studied from Figure 4.2. Models 2
and 3 provided very similar results with the smallest channel (Figure 4.2(a)). Therefore,
using targeted channel dimensions in the model provided reliable results. In comparison,
results with the largest channel (Figure 4.2(d)) showed noticeable di�erence between
these models.

(a) (b)

(c) (d)

Figure 4.2: Comparison of the experimental data and the analytical model. Plug height
di�erence � h is plotted as a function of time when targeted microchannel width is (a) 50 µm,
(b) 100 µm, (c) 250 µm, and (d) 500 µm. Adapted from Publication I.

The achieved �ow rate is very important when designing gravity-driven �ow systems.
For this reason, Model 3 is compared to measured �ow rate to evaluate how well the
model can predict the �ow rate of the system using Eq.(3.9). The experimental �ow
rate was calculated from the change of the measured height di�erence with the known
reservoir areas (approximately 7.8 mm2 from Publication I) using Eq. (3.10) and the
Euler method. This comparison in Figure 4.3 shows that the model can approximate �ow
rates reasonably well.

Based on the results from this section, it is clear that gravity-driven �ow has some
limitations. For example, �ow rate is not constant and will eventually stop unless
more liquid is added to the inlet reservoir. Even though some methods to provide a
constant �ow rate have been presented (Kim and Cho, 2011), this is a typical challenge
of the gravity-driven systems and should be taken into account in long-term cell culture
experiments.
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(a) (b)

(c) (d)

Figure 4.3: Flow rate comparison of the experimental data and Model 3. Flow rate Q is plotted
as a function of time when targeted microchannel width is (a) 50 µm, (b) 100 µm, (c) 250 µm,
and (d) 500 µm.

The developed model was compared to measurements performed at room temperature.
As liquid properties (density, viscosity, and surface tension) are temperature-dependent,
also �ow rate would change in a typical cell culture temperature (37 � C). In the developed
model, temperature-dependent liquid properties are included. However, as validation
experiments were only performed at room temperature, the developed model was not
simulated at 37 � C.

4.2 Drug Delivery Model in Micro�uidic Devices Using
Gravity-Driven Flow

4.2.1 Materials and Methods

In Publication II, a gravity-driven drug delivery model in a micro�uidic cell culture system
was studied using FEM. The paper presented a modeling approach that can simulate a
time-dependent drug concentration pro�le in a gravity-driven, micro�uidic cell culturing
environment. The method was based on combining calculation of the working pressure
(using model presented in Publication I) together with FEM simulations to characterize
�ow patterns and drug concentration pro�les. Simulations were solved using COMSOL
Multiphysics (Version 4.3b, COMSOL, Inc., Burlington, MA, USA), hereafter referred
to as COMSOL. We combined the model with FEM simulations because the model in
Publication I can only describe the average �ow rate and pressure drop along the geometry,
without the capability of providing information on the spatial distribution of �ow velocity
and drug concentration (Oh et al., 2012). Furthermore, simulations of two-phase �ows
(gas and liquid phases in this study) are computationally heavy and cannot be directly
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used in a time-scale of several minutes, or even days, that are typical in gravity-driven
�ow systems.

The steps required for analyzing the distribution of drug compounds in the system were:
designing and building the model geometry; calculating the working pressure� p(t), using
the method presented in Publication I; and solving the three-dimensional (3D) velocity
pro�le and drug concentration using FEM. With the calculated 3D velocity pro�le, a
shear stress study was also implemented to ensure that the �uid �ow would not harm the
cultured cells.

The geometry for the simulation in Publication II was similar to a design presented
by Kreutzer et al. (2012) that enhanced long-term culturing capabilities and electrical
activity of human embryonic stem cell-derived neuronal cells. There, a reservoir (the
outlet reservoir in this study) was designed to maintain stable culture conditions in
three-day medium exchange periods. Open access to a cell cultivation area (hereafter
referred to as a cell area) enabled easier coating and cell plating. The cell area was
restricted to enhance neuronal network development. As the goal in this study was to
implement drug delivery to this static cell culturing device, another reservoir (the inlet
reservoir in this study) and a microchannel connecting the two reservoirs were designed.
Figure 4.4 shows the geometry.

Channel dimensions were chosen to provide a desired drug delivery rate, with a maximum
�ow rate of 25 µ l/min. We designed a channel extension connecting the cell area and the
channel (shown in Figure 4.4(b)) to provide a more uniform spatial drug concentration
pro�le over the cells. Furthermore, to minimize shear stress on cells, we placed the cell
area so that the cells grew 100µ m lower than the bottom of the channel, marked ash1 in
Figure 4.4. In addition, height di�erence between the top of the channel and the outlet,
h2, was set to 500µ m as shown in Figure 4.4(c).

(a) (b)

(c) (d)

Figure 4.4: Simulation of gravity-driven, drug delivery model: (a) designed geometry, (b)
an enlarged scheme of the designed geometry, (c) geometry used in the simulation (symmetry
boundaries are marked in black), and (d) an enlarged scheme of the geometry showing the
electrode array on the bottom of the cell area. Adapted from Publication II.
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We used ca�eine, a commonly used, low-concentration neurotoxin (FernÆndez et al., 2003),
in the simulations to study drug delivery. In the model, liquid was modeled as water at
37 � C. Table 1 in Publication II provides the simulation parameters. Using these values,
the working pressure was �rst calculated using Eq.(3.9). The calculated time-dependent,
working pressure� p(t) (Figure 2 in Publication II) was then set to the inlet of the FEM
model (Figure 4.4(c)). To calculate drug distribution in the system, Eq. (3.11) was solved
by combining two interfaces, the Single-Phase Flow and the Transport of Diluted Species,
in COMSOL.

In some drug tests, immediate response of the cells to the drug is studied. For this,
electrical activity of the cultured cells is commonly measured using a microelectrode array.
To measure the instant e�ect of the drug on neuronal activity, the drug concentration
should be as uniform as possible over every electrode. This means that the maximum
concentration di�erence (di�erence between maximum and minimum concentrations over
the electrodes at each time point) should be as small as possible. To study how uniformly
the drug concentration is delivered over these electrodes, the model also represents a 3x3
array of electrodes on the bottom of the cell area (Figure 4.4(d)). In addition, the model
was used to redesign the device to reduce this maximum concentration di�erence. In the
next section, we will study drug delivery over these electrodes.

4.2.2 Results and Discussion

Here, we summarize the main results from Publication II. Figure 4.5 shows the initial
simulated velocity �eld and pressure distribution. Using the model, we calculated that
shear stress in the cell area was below 0.03 Pa (see Figure 5 in Publication II), a chosen
maximum level that shear stress should not to exceed. For example, shear stress larger
than 0.03 Pa has been reported to have an e�ect on mesenchymal stem cells (Inamdar
et al., 2011). However, it should be emphasized that undesirable shear stress level is very
cell-type dependent.

Figure 4.5: Initial velocity �eld (above, unit mm/s) and pressure distribution (below, unit Pa).
Adapted from Publication II.

Using the calculated velocity and pressure �elds, we solved for a time-dependent drug
concentration pro�le over the geometry. From the solution, the maximum concentration
di�erence between the electrodes was calculated. Figure 4.6 shows these results.

Based on the simulation results with the original geometry, marked asG1 in Table 4.1,
we obtained remarkably large concentration di�erences between electrodes. Furthermore,
rise time t r , or the time that it took the drug concentration to rise to 90 percent of

30



(a) (b)

Figure 4.6: Drug delivery simulation: (a) two-dimensional concentration pro�les (unit mol/m 3)
in the middle of the channel at times 1 sec (above) and 50 sec (below); and (b) the maximum
concentration di�erence over the electrodes as a function of time in the designed geometry.
Adapted from Publication II.

the �nal concentration value, was signi�cantly di�erent between areas over electrodes.
Maximum and average concentration di�erences and rise time di�erences are marked as
� cmax , � cavg and � t r , respectively, in Table 4.1. To reduce these undesired concentration
di�erences, three additional geometries, marked asG2, G3, and G4, were designed and
simulated. These three di�erent geometries were chosen so that the e�ects of geometrical
parameters could be studied and to demonstrate how the model-based design can improve
the uniformity of the drug delivery. Simulation results are compared in Table 4.1 and in
Figure 4.7.

Table 4.1: Comparison of the designed geometries.

Parameter Unit G1 G2 G3 G4

h1 µm 100 100 200 500
h2 µm 500 100 100 100
� cmax mol/m 3 0.48 0.42 0.37 0.21
� cavg mol/m 3 0.15 0.07 0.06 0.07
� t r sec 34.8 13.4 11.8 13.9

Figure 4.7: Comparison of the concentration di�erences over the electrodes as a function of
time in di�erent geometries. Adapted from Publication II.

Based on the simulation results, new designs provided more uniform drug concentration
pro�les over the measurement electrodes, which was the main goal in this study. This
would ensure more desirable concentration pro�les for drug testing. Based on Table 4.1 and
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Figure 4.7, the most promising results were geometriesG3 and G4. Even though � cmax
was larger in G3 than in G4, G3 had faster response time and lower� cavg . Therefore,
we concluded that G3 provided the best average performance. This result highlights the
potential usage of the model as a designing tool; intuitively, it would be easy to think that
G2 provides the most suitable result since it has the smallest chamber volume. However,
in that geometry, drug distribution over the electrodes is not as uniform as inG3 (see
Table 3 and Figure 7(a) in Publication II). Therefore, as the uniformity of drug delivery
was the most important design parameter,G3 was chosen to be used in future studies. On
the other hand, other geometry could have been chosen with di�erent criteria of selection.
Finally, it should be emphasized that the presented numerical model was not validated
with experiments.

4.3 Flow Sensor Model in Gravity-Driven Micro�uidic Devices

4.3.1 Materials and Methods

Simpler micro�uidic systems could be developed using gravity-driven �ow. However, as
microchannels can get clogged during operation, continuously monitoring liquid �ow is
important. Publication III considered this problem. It presented a FEM model that
integrated a calorimetric �ow sensor and a gravity-driven system. Section 3.1 presented
the working principle of this sensor. We fabricated the calorimetric �ow sensor on a 25
mm � 25 mm � 0.9 mm glass plate. The structure (Figure 4.8) was designed such
that measurable temperature di�erences can achieved at �ow rates that are typical for
gravity-driven �ow systems (between 0 and 10µ l/min, as shown in Fig. 4.3). It consisted
of a 275-nm thick titanium layer, coated with a 50-nm thick platinum layer and a 500-nm
thick silicon nitride insulation layer. Resistor width was 20 µ m, and resistor lengths were
4.78 mm and 2.22 mm for the heater and the sensors, respectively. Sensor heighths,
shown in Figure 4.8(a), was 540µ m. Center-to-center distancedcc between the sensor and
the heater (Figure 4.8(a)) was 300µ m, and downstream and upstream sensors were used
to measureTdown and Tup , respectively. Their temperature di�erence � T = Tdown � Tup
can be used to estimate the �ow rate when a relationship between� T and �uid �ow in
the channel is known (Kim et al., 2009; Palmer et al., 2013).

We used COMSOL (Version 4.4) to solve 3D, time-dependent, temperature distribution
in the system. Three di�erent physics were coupled together by combining the Electric
Currents, Shell, the Single-Phase Flow, and the Heat Transfer in Solids interfaces in
COMSOL. We used the properties of water for the liquid phase and set a typical heat
transfer coe�cient for air (30 W �(m2�K) � 1) on the outer boundaries of the model. This
was done to approximate the convective heat �ux on the boundaries, which were in contact
with the ambient air. The model also included the heater and the sensors. Constant
currents (approximately 5.9 mA and 0.2 mA) were used for warming the heater and
powering the temperature sensors, respectively.

Rather than using gravity-driven �ow, the FEM model was validated using a system
in which a syringe pump was used to create three di�erent �ow rates (Figure 2 in
Publication III); no �ow (�rst � 150 sec), 1µ l/min (between 150 and 275 sec), and
10 µ l/min (after 275 sec). The material parameters used in the model are given in
Table I in Publication III. A comparison of the measured and simulated upstream
and downstream temperatures in Figure 4.9 shows that the model can estimate both
temperatures su�ciently well; the largest temperature di�erence is during the initial
heating phase (�rst � 20 sec), but temperature di�erences in di�erent �ow rates are
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(a) (b)

Figure 4.8: Calorimetric �ow sensor: (a) designed and (b) fabricated sensor plate. Adapted
from Publication III.

reasonably accurate. Therefore, the model could be used as a part of a gravity-driven
�ow model. From this validation measurement, we found that a minimum detectable
temperature di�erence of � Tmin with our system was approximately 0.1 � C. A reliable
�ow rate measurement cannot be performed if� T is below this. Therefore, we de�ne the
symbol Qmin to represent a minimum �ow rate that is needed to achieve� Tmin for the
following simulation studies.

(a) (b)

Figure 4.9: Model validation results: (a) measured and simulated temperatures (adapted
from Publication III) and (b) upstream and downstream temperature di�erences between the
measurement and simulation.

After model validation, we developed a gravity-driven model, including inlet and outlet
reservoirs, a microchannel and a calorimetric �ow sensor (Figure 4.10), based on four
design goals. We �rst de�ned that �ow rate should be larger than 0.1 µ l/min for more
than 10 hours to ensure a continuous �ow of fresh culture medium to cells. The maximum
�ow rate should also not exceed 10µ l/min to ensure low shear stress on cells attached to
the substrate. In addition, liquid temperature warmed by the heater should not exceed
42 � C to avoid unnecessary heating, and the temperature in the outlet of the channel
should not be higher than 37 � C because cell culture was located after that, as shown in
Figure 4.10. With these boundaries, we designed a system where an initial liquid plug
height di�erence between the inlet and outlet reservoirs (radius: 8 mm) was 15 mm. This
initial state is illustrated as blue in Figure 4.10. Using measured contact angles of liquid
in PDMS (from Publication I), � pcap was approximately 15 Pa. Finally, we designed a
16-mm long microchannel with a rectangular cross-section (hc � wc: 50 µ m � 1000µ m)
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to ful�ll the design goals.

Because the simulation case presents typical cell culturing inside an incubator, the ambient
temperature in the model was set to 37� C. With these parameters, the analytical model
presented in Publication I was used to determine a time-dependent pressure pro�le� p(t).
We used one simpli�cation by assuming that the liquid temperature was 37� C everywhere,
even though the heater warms some of the liquid. The solution from the model was then
used as an inlet boundary condition in the FEM model, as shown in Figure 4.10. We also
included the calorimetric �ow sensor in the model. To ensure that the temperature of the
liquid at the channel outlet did not exceed 37 � C, and that the heater would not warm
liquid more than 42 � C, the distance between the center of the heater and the channel
inlet was set to 2 mm, and a 3 mA heater current was used in the simulation. After the
simulation, Tdown , Tup , and Q were obtained, and� T and ST Q were calculated.

Figure 4.10: A modeled gravity-driven system. Schematic of the gravity-driven micro�uidic
device. Here, the blue color shows the liquid phase and the gray color shows the air phase at the
beginning (above), and a modeled geometry used in the simulation, together with a calculated
pressure pro�le, set to the model inlet (below). Adapted from Publication III.

4.3.2 Results and Discussion

From the simulation-based study of the �ow behavior in a gravity-driven system, we
noticed that the maximum �ow rate, Qmax , was approximately 7 µ l/min at the beginning
of the simulation. We detected approximate 0.9� C and 0.12 K�(µ l/min) � 1 maximum
temperature di�erence of � Tmax and sensitivity of the sensor, respectively. Furthermore,
Qmin was almost 1µ l/min in this design. As we would like to measure lower �ow rates
with higher sensor sensitivity, we made several changes to the original geometry (marked
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as G1 in Table 4.2 and Figure 4.11). First, we narrowed the microchannel. As we wanted
Rhyd _ rec and the working pressure to be approximately the same in both designs, the
height of the microchannel was increased based on Eq.(3.4). In addition, the length of
the sensors was reduced, and they were placed closer to the heater.

A comparison of the original and new design,G2, is given in Table 4.2 and Figure 4.11
As planned, almost equal �ow rates were achieved with both designs. Higher upstream
and downstream temperatures, and a larger� T resulted with the new design. It should
be noted that the heater did not warm liquid over 42 � C with the new design, which was
one of our design goals. Based on these simulation results, we achieved lowerQmin and
over 20 percent greater sensitivity with G2 compared to the original geometry.

Table 4.2: Comparison of two designs. Adapted from Publication III.

G1 G2

Model parameters
hc (µm) 50 55
lc (mm) 16 16
wc (µm) 1000 790
dcc (µm) 300 230
hs (µm) 540 380
ls (mm) 2.22 1.58
Performance measures
Qmax (µl/min) 7.3 7.5
� Tmax (K) 0.87 1.10
S (K �(µl/min) � 1 ) 0.12 0.15
Qmin (µl/min) 0.96 0.71

It should be noted that the developed FEM model was only validated with measurements
using a syringe pump as explained in Section 4.3.1. Therefore, experiments using gravity-
driven �ow are to be performed in the future to verify the presented model.
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(a)

(b)

(c)

Figure 4.11: Comparison of two gravity-driven designs G1 and G2 : (a) �ow rates; (b) upstream
and downstream temperatures as a function of time; and (c) temperature di�erences as a function
of �ow rates. The dashed horizontal line represents a minimum, detectable, temperature di�erence
level Qmin , based on the validation measurement. Adapted from Publication III.
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4.4 CO 2 Transport and Liquid pH in PDMS-Based Devices

This section summarizes Publication IV. We also compared the model to measurements
reported by Kreutzer et al. (2017) to show that the model can also be used with cell
culture media. This study is included at the end of Section 4.4.2.

4.4.1 Materials and Methods

Maintaining a suitable pH level is important for successful, long-term cell culturing, as
even small pH deviations can a�ect cell growth. Typically, cell culture media contain
NaHCO3 as a bu�ering agent, and CO2 is used for controlling pH (Kim et al., 2007; Li
et al., 2010). The gas permeability of PDMS has shown that pH can be controlled by
feeding CO2 to the cell culture through a PDMS membrane instead of directly to medium.
This reduces medium evaporation and osmolarity changes (Blau et al., 2009; Kreutzer
et al., 2017). Because it is very challenging to control and measure local CO2 or pH
levels in long-term cell cultures, a computational model to estimate CO2 transport (and
pH) in PDMS-based devices would be desirable. Although O2 transport in PDMS-based
micro�uidic cell culturing devices has been extensively modeled (Adler et al., 2010; Chang
et al., 2014; Chen et al., 2011b; Funamoto et al., 2012; Inamdar et al., 2011; Peng et al.,
2013; Polinkovsky et al., 2009; Shiku et al., 2006; Skolimowski et al., 2010; Thomas
et al., 2011; Vollmer et al., 2005; Wang et al., 2013a; Zahorodny-Burke et al., 2011), a
comprehensive model of CO2 transport had not been presented before Publication IV.
Therefore, we developed a CO2-transportation FEM model including Eq. (3.14) to (3.24),
using COMSOL (Version 4.4). First, a large set of measurements were performed to
determine the required parameters for the FEM model. In this work, we determinedD l ,
Dp, kgl , kgp, and kpl . Other parameters were taken from the literature. This process is
explained in Section 3 in Publication IV. Figures 1 and 3, and Table 1 summarize the
measurements and models. Publication IV also compares the validation measurements and
simulations in Figures 5 and 6. In these experiments, we used a non-dispersive CO2 sensor
based on infrared detection (COZIR Wide Range GC-0006, CO2Meter, Inc., Ormond
Beach, FL, USA). The results clearly demonstrated that the model successfully predicted
CO2 transportation. Therefore, the parameters presented in Table 2 in Publication IV
were used in the following studies (solubility of CO2 is marked asS in Table 2, instead of
SCO 2 in this thesis).

To test and validate the computational model, we fabricated and tested a structure
consisting of a culture well made from PDMS and a connection cap. The culture well
was reversibly bonded on top of a glass plate. The connection cap was used to close the
system to minimize liquid evaporation and supply gas to the culture well. The schematic
of the device is presented in Figure 4.12(a). The culture well was �lled with 600µ l of
DI water, and the connection cap was placed on the top of the culture well. A dry gas
mixture (95% air and 5% CO2) was supplied from the inlet port (shown in Figure 4.12(a))
at a �ow rate of 1 ml/min. In the experiment, pH was measured at a selected time
interval by removing the connection cap and taking a 200µ l sample from the bottom
of the culture well to a pipette tip. These were end-point measurements, leading to a
single measurement per test. We measured pH using a small �eld-e�ect transistor type
pH probe (MicroFET, Sentron Europe BV, The Netherlands) at several time points (0,
10, 25, 40, 60, and 75 minutes). In addition, we performed four long-term (two one-day
and two �ve-day) measurements to determine the equilibrium pH value of the device. For
FEM simulation, we used a simpli�ed structure (Figure 4.12(b)) that only concerned the
part between the upper and bottom glass plates shown in Figure 4.12(a). To compare
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the simulation with the experiment, an average, simulated volume concentration ofcl
was converted to pH using Eq. (3.23). The results are discussed in the next section.

(a) (b)

Figure 4.12: Cell cultivation device: (a) the schematic, including a 3D view (A) and the
cross-sectional view (B); and (b) a model geometry used in the simulation, also showing the
phases and boundaries used in the model. The bottom boundaries were set to the No Flux
condition in COMSOL. Adapted from Publication IV.

4.4.2 Results and Discussion

Figure 4.13 shows a comparison of the model and measured pH (at time points 0, 10, 25, 40,
60, and 75 minutes) in the cell cultivation device presented in previous section. To clarify,
this experimental data included two and three separate end-point measurements at time
points 10 minutes and 25 minutes, respectively, whereas other time points were measured
only once. The model predicted the dynamics of the experimental pH values remarkably
well. During the �rst 75 minutes, we noticed only a maximum 0.1 pH di�erence between
the simulation and the experiment. In addition, the simulated saturation value (pH
= 4.72) was close to the measured values (pH = 4.73 to 4.85) obtained from the four
long-term experiments explained in the previous section. To conclude, the model can be
used to study the dynamics of CO2 transportation in PDMS devices.

The validated model was used in two simulated cases to study how CO2 is transported to
the bottom of the chamber (where cells would be located) in di�erent setups. The goal
was always to provide a uniform 5% CO2 to the bottom of the chamber. In the �rst case,
we studied how two di�erent CO 2 concentrations (0.04% and 5%) in the outer boundaries
of the device (right side borders, marked as air concentration in Figure 4.12(b)) a�ect
CO2 concentration in the bottom of the chamber. These two concentrations represent
cases in which the device would be in a standard laboratory environment (0.04% CO2),
or a typical incubator (5% CO2 to maintain proper cell medium pH). The results are
presented in Figure 4.14(a).
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(a) (b)

Figure 4.13: Model validation using pH measurements: (a) simulated CO 2 concentration (unit
mol/dm 3) in liquid phase at time 500 min; and (b) simulated versus experimental pH. Adapted
from Publication IV.

(a) (b)

Figure 4.14: Simulation-based study of average CO2 concentration in the bottom of the cell
culture chamber when (a) outer boundaries are set to air (0.04% CO2 concentration) and 5%
CO2 concentration; and (b) three di�erent outer PDMS ring diameters are used and the outer
boundary is set to 5% CO2 concentration. Adapted from Publication IV.

The results from the �rst simulation case clearly show that the desired CO2 concentration
in the bottom of the device cannot be reached if the outer boundaries of the device have
a low CO2 concentration. Since PDMS is gas-permeable, these boundaries act as sinks.
Signi�cant amounts of gas fed through the membrane do not reach the bottom of the
chamber (Figure 4.14(a)). Additionally, when 5% CO2 concentration was set to the outer
boundaries, it took more than seven hours before 5% CO2 concentration was reached at
the bottom of the chamber, which is too slow for many cases. The diameter of the outer
PDMS was 30 mm, as presented in Figure 4.12(a). To improve the response, we also
studied how this diameter a�ects the results by simulating three di�erent outer diameters
(30, 22, and 14 mm). Results are compared in Figure 4.14(b). As expected, with smaller
outer rings 5% CO2 reached the bottom of the chamber faster. The time was reduced to
one hour with the 14-mm outer diameter.

In Publication IV, DI water was used as the liquid. However, for cell culturing purposes,
it would be important to know how the pH of the cell medium changes, based on CO2
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transportation into the device. Therefore, it would be desirable to use a numerical model
to estimate pH in the studies using cell culture media. To validate that the simulation can
be used with cell culture media in di�erent geometries, we compared previously published
measurement results from Kreutzer et al. (2017) to our model. The basic principle of the
simulation is as follows: CO2 transport in the medium is �rst simulated as previously,
using DI water. From the simulation, we get the time-dependent amount of dissolved
CO2 in the liquid. When we know the medium that was used (DMEM/F-12, including
14.29 mM NaHCO3 concentration (Kreutzer et al., 2017)), we can use Eq.(3.26) to
calculate the pH of the cell culture medium. The pKa of NaHCO3, 6.3, was taken as an
average of the reported pKa values (between 6.28 and 6.35) at 37� C (Hu, 2012, p. 115;
Harrison and Rae, 1997, p. 36; Hochfeld, 2006, p. 106; Will et al., 2011; Magnusson et al.,
2013).

Figure 4.15(a) presents three di�erent structures that were simulated. Kreutzer et al.
(2017) named these Structures 1, 2, and 4. We excluded Structure 3 from this simulation
study because it had a high evaporation rate of medium (Kreutzer et al., 2017); an
issue that is not considered in our model. Here, Structure 2 was the same one that was
used in the pH measurement with water (Section 5.2 in Publication IV, presented in
Figure 4.12). In Structure 1, the gas �ow was set between two PDMS rings in a cell culture
chamber, and its model is very similar to the simulation case presented in Section 5.3 in
Publication IV. Compared to the others, Structure 4 does not include an external CO2
supply. In the experiments, these structures were initially inside an incubator (37� C and
5% CO2), before being brought outside. Therefore, their initial condition was assumed to
be stabilized to the incubator environment. From the modeling point of view, outside
boundaries were set to the CO2 concentration in air.

After 72 h, measured pH values were7:43� 0:03, 7:65� 0:06, and 8:80� 0:04 for Structures
1, 2, and 4, respectively (Kreutzer et al., 2017), whereas steady-state simulation results
for the same structures were 7.36, 7.67, and 9.54. There was a signi�cant di�erence
between measurement and simulation results in Structure 4. However, no external CO2
was supplied after the device was taken away from the incubator in this structure, so the
outside CO2 concentration in air signi�cantly a�ected the results. In this �rst steady-state
simulation, a typical CO 2 concentration in outdoor air, 0.04%, was used. However, it is
not uncommon to have multiple times higher CO2 concentrations in indoor laboratory air.
For example concentrations of 0.15% CO2 or even higher have been measured (Höppe
and Martinac, 1998; Hussin et al., 2017; Seppänen and Fisk, 2004; Seppänen et al., 1999).
Furthermore, di�erent structures were measured closely to each other (Kreutzer et al.,
2017). Therefore, CO2 gas coming out from Structures 1-3 could raise CO2 levels in
the air near these devices. Based on these issues, it could be reasonable to assume that
higher CO2 concentrations surround these devices, so higher CO2 levels should be set to
the outer boundaries in the model. We tested this hypothesis by changing the boundary
CO2 level from 0.04% to 0.15%, and simulated the structures again. As Structures 1 and
2 have external CO2 supplies, their pH levels were not signi�cantly a�ected. However,
steady-state pH was lowered to 8.88 in Structure 4. Based on this observation, we set
a higher CO2 concentration in the outer boundaries for the following simulations and
studied pH change in these three structures. From the simulated CO2 transportation, we
calculated an average [CO2(aq) ] in the cell area, which was then converted to pH, using
Eq. (3.26). Figure 4.15(b) shows the results.
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(a)

(b)

Figure 4.15: Testing CO 2 transport model with measurements using cell culture medium: (a)
Structures 1, 2 and 4 (adapted from Kreutzer et al. (2017)); and (b) a comparison of measured
and simulated pH values.

To summarize, this section presented a computational model to simulate CO2 transporta-
tion in the cell culture applications. Several experiments were performed to validate the
model presented in Publication IV. We demonstrated that the model can estimate CO2
transport in silicone-based devices, and that pH values from the numerical simulations
are similar to experimental data. Using the validated models, simulation-based studies
demonstrated how modeling could improve the cell culturing environment. In addition,
the model predicted pH change reasonably well, not only with water, but also with cell
media as shown in Figure 4.15(b). Therefore, using this model, we could study CO2
transportation and design structures that enhance pH control of the cell culture media.
For the future research, a simulation-based design optimization could be possible, for
example, by integrating the Optimization Module package from COMSOL together with
the developed COMSOL model.
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Chapter 5

Indirect Cell Culture Temperature
Measurement and Control

Indirect temperature measurement and control were studied in Publications V and VI,
which are summarized in this chapter. These studies present a novel method to precisely
monitor and control the cell culture temperature without using a sensor in the area. The
method was based on temperature estimation models that were created using system
identi�cation techniques. Reasons for this approach were discussed in Section 2.5. The
concept of the indirect cell culture temperature measurement is given in Figure 5.1,
where a temperature sensor located outside is used to estimate the desired cell culture
temperature. This concept was used for indirect temperature measurement and control
experiments presented in Publications V and VI, where a sensor located in the cell culture
area was only used for monitoring purposes.

Figure 5.1: The concept of indirect cell culture temperature measurement. An outside sensor,
marked with a rectangle, is used to indirectly estimate the cell culture temperature.
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5.1 Indirect Temperature Measurement

5.1.1 Materials and Methods

Publication V presented an indirect, temperature measurement method that was imple-
mented using a commercial heating device MEA1060-Inv together with a PI (K p = 6 ; K i =
0:9) temperature controller TC02 (Multi Channel Systems MCS GmbH, Germany). The
experimental setup (Figure 5.2) included the heating device, a custom-made PDMS device
and a temperature sensor plate (TSP), which included 14 sensors. The layout of the
TSP was designed so that temperatures in di�erent part of the plate could be measured.
The TSP was fabricated on a cleaned 49 mm� 49 mm � 1 mm microscope slide. First,
a photoresist was patterned on it with µ PG501 maskless exposure system (Heidelberg
Instruments, Germany). A 275 nm of copper was e-beam evaporated followed by a lift-o�
with acetone in an ultrasonic bath. Then, plasma-enhanced chemical vapor deposition
(Oxford Instruments, UK) was used to deposit an insulator layer (approximately 500 nm
of silicon nitride). See Section II-A in Publication V for more detailed description of the
fabrication process. Typical resistance of the sensor was between 100
 and 110 
 at
room temperature, and a linear temperature dependency of the resistivity was obtained
(Figure 4 in Publication V). We only used two of the sensors in this study, presented in
Figure 5.2, to measure the temperature inside (T_ Ri ) and outside (T_ Ro) the PDMS
device. With the experimental setup, we developed two temperature models to estimate
T_ Ri using system identi�cation techniques. We created these models using the System
Identi�cation Toolbox in MATLAB.

In Model 1, the temperature estimation was based on the measured heating device
temperature T_ heater, whereas Model 2 usedT_ Ro for the estimation. The input and
output signals wereT_ heater and T_ Ri for Model 1, and T_ Ro and T_ Ri for Model 2
(Figure 5.3). For the simulations, we used Simulink. Two temperature models were
developed because of their use in di�erent applications. Model 1 was easier to implement.
In principle, no TSP was needed after model development, as the control was purely
based on the measuredT_ heater, simplifying the required setup. Model 2 provided clear
advantages in some cases, such as when the cooled TSP was placed on a preheated heating
device. This might happen during routine cell culturing, when the TSP is moved between
the heater and a microscope. In this case, Model 1 would not have worked very well, as it
would have overestimatedT_ Ri and resulted in too low heating power. Another case in
which Model 2 works better is liquid change, which is considered in Publication VI.

In this study, and the one in Section 5.2, we developed third-order, discrete-time, state-
space models using a prediction error method (Section 3.3) and implemented an anti-
windup method (Section 3.4) in our controllers. We also typically estimated initial state
values x(0) from the �rst 10 sec of each measurement data using MATLAB. The sample
time of the models was always 1 sec.

5.1.2 Results and Discussion

Model 1 was developed and studied with an estimation measurement and four validation
measurements, respectively. In addition, the same estimation measurement and two
validation measurements were used to identify Model 2. These experiments are shown
in Figure 5.4. Detailed model parameters (used in Eq.(3.28)) are given in Table I in
Publication V.
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(a)

(b) (c)

Figure 5.2: Indirect temperature measurement: (a) experimental setup; (b) a designed TSP;
and (c) a fabricated PDMS device on top of the TSP. Resistors used in the experiments are
marked with a circle and a square to measure T_ Ri and T_ Ro, respectively. Adapted from
Publication V.

Figure 5.3: Block diagrams of the developed models. Adapted from Publication V.
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(a)

(b)

Figure 5.4: Measurement and modeled data from: (a) Model 1, in which the input signal is
T_ heater and (b) Model 2, in which T_ Ro is an input signal. Adapted from Publication V.
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Both models provided acceptable estimations ofT_ Ri . The average di�erence between
measured and simulated temperatures was 0.1� C or below in every validation measure-
ment, summarized in Table II in Publication V. Figure 5.5 compares the models and
shows the di�erence between measured and simulated temperatures.

(a)

(b)

(c)

Figure 5.5: Di�erence between the measured and simulated temperatures when experiment is:
(a) Estimation; (b) Validation 1; and (c) Validation 2. Adapted from Publication V.

As slightly better performance was obtained with Model 1, as its sensitivity for liquid
volume changes was tested. The goal was to study how typical experimental changes,
such as liquid evaporation during long-term cell culturing, would a�ect the accuracy
of temperature estimation. In this case, liquid volume was increased and decreased by
50 µ l compared to the original liquid volume of 200 µ l. We should emphasize that this
large volume change (25 percent) is more than typically seen. The purpose was to show
that if the temperature estimation worked with this large a volume change, it should
also work with smaller volume changes. Figure 5.6 shows the results. Acceptable results
were obtained even with remarkably large volume changes. This means that the indirect
temperature measurement can be used with long-term cell experiments, even though
liquid volume can be changed because of, for example, evaporation.

Finally, in Publication V, closed-loop simulations were performed to study how indirect
temperature control would work. These simulations are presented in Section IV-D of
Publication V. Figure 5.7 shows one comparison of a closed-loop system response of
measurement and simulation.

Simulation results indicated that the indirect temperature control system works well,
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(a)

(b)

Figure 5.6: Model 1 sensitivity tests for liquid volume change. Measurement and modeled data
(left �gure) and di�erence between measured and modeled T_ Ri (right) when liquid volume is
(a) 250 µl and (b) 150 µl. Adapted from Publication V.

Figure 5.7: A comparison of the closed-loop system responses of measurement and simulation.
Adapted from Publication V.
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such as when ambient room temperatures vary. Therefore, we designed and fabricated
our own indirect temperature control system in Publication VI, which will be presented
in the next section.

5.2 Indirect Temperature Control

5.2.1 Materials and Methods

Publication VI presented a portable cell culture system, in which a temperature control
system was based on temperature estimation. The main components of the system are
presented in Figure 5.8. In our device, an indium tin oxide (ITO) plate was used as
a heating element. This allowed us to design and implement an indirect temperature
control system. We also designed and fabricated a new, more suitable TSP to measure
two temperatures; one on the cell-culturing area (Tcell ), and one close to it (TT SP ). These
temperatures are similar, but not exactly the same, asT_ Ri and T_ Ro, respectively,
presented in Section 5.1. The system also included a cell culture device to keep the cell
cultures alive for several days and enable on-line microscopy. The cell culture device had
three main parts: a cell culture chamber (from PDMS), a lid (from polycarbonate), and
a 3D printed cover. This setup prevented contaminants from entering the chamber and
enabled us to supply dry gas without much evaporation of the culture medium (Kreutzer
et al., 2017). In the experiments, the cell culture chamber was reversibly bonded on
the TSP. With the cover placed atop the lid and the chamber, the gas supply pipe was
connected to provide the desired gas environment (CO2 and O2 concentrations) inside the
chamber. Furthermore, a motorized, inverted microscopy system was used for imaging
during cell experiments.

Figure 5.9 shows the working principle of the temperature control setup. Control was
based on estimates of outside temperature (Toutside ) measured using either the Pt100
sensor on the ITO plate or the resistor on TSP. These are highlighted with a rectangle
in Figure 5.8(c) and a circle in Figure 5.8(e), respectively. MeasuredToutside was then
inputted to the mathematical model, which calculated temperature estimation Tcell � est ,
which was then compared to the set-point temperature (Tset ) to complete the closed-loop
feedback system. We implemented a PI controller with parameters (K p = 1 :7; K i = 0 :03)
to which the control system had a close-to-critically damped response, with only a minor
overshoot. The controller’s maximum power was 2 W. Since there was no active cooling
element, the temperature was only decreased due to heat dissipation. We also monitored
the ambient room temperature, Troom , and the real cell culture temperature, Tcell , that
was only used for model development and analysis.
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(a) (b)

(c) (d)

(e)

Figure 5.8: Indirect temperature control setup. System overview: (a) Experimental setup; (b)
the schematic of the optical system tailored for cell culturing. Numbers show the 1) ITO heater,
2) TSP, 3) cell culture device, 4) electronics, 5) gas supply, 6) illumination unit using a white
light-emitting diode, 7) ITO frame, 8) aluminum frame 9) xyz stage, 10) motorized inverted
microscopy with 20x objective, and 11) connection pins to read resistances of TSP sensors; and
(c) an enlarged image of the main components. The Pt100 sensor measuring temperature of
the ITO plate ( TIT O ) is marked with a rectangle. (d) Expanded view of the cell culture device:
i) cover, ii) lid, and iii) cell culture chamber. (e) Designed temperature sensor layout, where
resistors marked with a rectangle and a circle are used to measureTcell and TT SP , respectively.
Adapted from Publication VI.
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Figure 5.9: The working principle of indirect cell culture temperature measurement and control.
Adapted from Publication VI.

Two di�erent temperature estimation models were developed. In Model 1,Tcell � est was
calculated from TIT O , whereasTT SP was used in Model 2. In each test, 1 ml DI water
was added to the cell culture chamber. As in the previous study, these temperature
estimation models we created using the System Identi�cation Toolbox.

5.2.2 Results and Discussion

We created two temperature estimation models from experiments in which temperature
was controlled usingToutside . In these experiments,Tset was randomly changed, and
both Toutside and Tcell were recorded. Third-order, discrete-time, state-space models
with structures presented in Eq. (3.28) were developed. Section III-A in Publication VI
provides the model parameters and shows that acceptable results were obtained. Model
�t numbers using Eq. (3.29) were 94.2 percent and 94.8 percent for Model 1 and Model 2,
respectively.

After model development, we compared four di�erent control strategies to maintain Tcell
at 37 � C (in other words, Tset was 37 � C). The purpose of this experiment was to
show how variations in the ambient room temperature (Troom ) can produce undesired
changes inTcell , if an improper control system is used, thus demonstrating the bene�ts
of the indirect control system. Here, we implemented one open-loop system and three
closed-loop control systems. In the open-loop system, heating power was constant. Three
closed-loop systems used the same PI controller, but the control was based on di�erent
signals in the feedback loop. In the �rst closed-loop system, temperature was regulated
based onTIT O (using the Pt100 sensor marked with a rectangle in Figure 5.8(c)). The
control of the second closed-loop system was based onTT SP , marked with a green circle
in Figure 5.8(e). The last control system used Model 2. The control was based on the
estimated Tcell � est , as explained in the previous section. Figure 5.10 shows a comparison
of the di�erent control strategies.

Results in Figure 5.10 clearly indicated signi�cant di�erence between control strategies.
Although the controller worked in each closed-loop system (with the controlled temperature
maintained at 37 � C), Tcell , which is important for cell culturing, was not stable. For
example, the maximum variations in the measuredTcell during the experiment were 1.5� C
(open-loop), 1.1 � C (closed-loop usingTIT O ), and 0.2 � C (closed-loop usingTT SP or
Tcell � est ). The two latter methods provided signi�cantly better control results compared
to other methods. Using these two latter methods, it is signi�cantly easier to maintain
the cell culture temperature at the desired level.
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(a) (b)

(c) (d)

Figure 5.10: Comparison of di�erent temperature controller strategies: (a) An open-loop control
system with constant power, closed-loop control systems, in which temperature is controlled by
(b) TIT O , (c) TT SP , and (d) Tcell � est using Model 2. Adapted from Publication VI.

As the indirect control system provided very good results, a long-term temperature control
test was performed. Proper temperature control is important, as long-term (from days to
even weeks) cell cultures are used. The goal of this experiment was to regulate the cell
culture temperature to 37 � C. Temperature control was based onTcell � est using Model 2.
After experiment, variations in Tcell were studied. Indirect control maintained Tcell at
37 � C � 0:3 � C for more than 100 hours, as presented in Figure 11 in Publication VI.
This is an acceptable result for cell cultures studies, as previously reported suitable
temperature variations are between� 0:3 � C and 1 � C (Cheng et al., 2008; Lin et al.,
2010, 2011; Petronis et al., 2006; Regalia et al., 2016; Reig et al., 2010; Witte et al., 2011).
Environmental variations ( Troom varied between22:6 � C and 25:9 � C) were successfully
compensated for by the control system.

When Tcell is precisely controlled, temperature-dependent cell behavior can be studied,
such as de�ning a temperature threshold in which the ion channels are activated (Bridle
et al., 2008). Therefore, we studied how well the indirect temperature control works when
Tset is changed. Figure 5.11 shows an example of the experiment with Model 2. The
resulting average temperature estimation error,0:21 � C, was acceptable. In addition to
these experiments, we demonstrated temperature control during a liquid change, and the
portability of the control: battery-operated system to maintain temperature for more
than an hour at 37 � C. These experiments are presented in Sections III-E and III-F in
Publication VI.
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(a)

(b)

Figure 5.11: Transient temperature control using Model 2: (a) results and (b) di�erence
between measuredTcell and Tcell � est . Adapted from Publication VI.

We also studied how the device would operate when cells are included. There were two
goals in these cell experiments; to demonstrate a successful long-termin vitro culturing
of beating cardiomyocytes in the system, and to show how their beating rate varied
in di�erent temperatures. In these studies, a non-invasive video image-based method
presented earlier (Ahola et al., 2014) was used to analyze the mechanical beating behavior
of cardiomyocytes.

First, we cultured cardiomyocytes in vitro over 100 hours, and recorded 60-sec videos with
a frame-rate of 50 frames per second, once a day starting 24 h after the cells were initially
plated to the device. Analyzed average beating rates were 44 and 36 beats per minute
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(BPM) on the �rst day of culturing and 110 h later, respectively, demonstrating successful
long-term cell culturing. Figure 5.12 shows the snapshot images of the recorded initial
and �nal videos. We used a cell cluster on the left to analyze the beating rate.

(a) (b)

Figure 5.12: Snapshot images of beating cardiomyocytes (a) two days after plating cells on the
device, and (b) 110 h later. Scale bar represents 100µm (Mäki et al., 2018).

In the second experiments, several di�erent temperature values between25 � C and 37 � C
were applied to cell culture. After each temperature change, we waited 25 minutes before
a video recording. After the experiment, the video image-based method was used to
calculate the beating rates in di�erent temperatures. Results are presented in Figure 5.13,
where Measurement number represent the analyzed beating rate a certain temperature
point. For example, Measurement number 1 represent the �rst measured beating rate at
37 � C, Measurement number 2 is the following measurement event at35 � C 25 min after
the set-point temperature was changed from37 � C to 35 � C, and so on.

Figure 5.13 shows that we were able to not only change the beating rate of the cardiomy-
ocytes, but also recover the beating rate when the temperature was returned to 37� C.
The average beating rate was 54.8 BPM� 3.2 BPM at 37 � C, based on 11 measurements
points shown in Figure 5.13(b). Interestingly, average beating rates at 35� C and 34 � C
were 44.5 BPM and 36.0 BPM, respectively. We estimated that the beating rate dropped
roughly 10 percent in every � C when the temperature changed from 37� C to 34 � C.
Although these results were only from four measurement points and further studies are
required, they highlight the importance of proper temperature control in the cell area to
minimize undesired temperature stimulations to the cells.
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(a)

(b)

Figure 5.13: Beating rate of cardiomyocytes at di�erent temperatures: (a) full measurement
data; (b) a zoomed-in image showing the average beating rates at temperatures between34 � C
and 37 � C. Error bars represent the minimum and maximum values calculated from each 60-sec
video (Mäki et al., 2018).

To summarize, Publication VI presented a combination of a microscale cell culture device
and a novel, indirect temperature control method, which allowed for maintaining and
regulating cell culture temperature without direct measurement from the culture area.
We �rst demonstrated long-term temperature control by maintaining the cell culture
temperature at 37 � C � 0:3 � C for more than four days in the system. This temperature
variation was comparable with other studies (Cheng et al., 2008; Fang et al., 2017;
Hsieh et al., 2009; Huang et al., 2013; Lin et al., 2010, 2011; Nieto et al., 2017; Petronis
et al., 2006; Regalia et al., 2016; Vukasinovic et al., 2009; Witte et al., 2011; Yamamoto
et al., 2002). In addition, we were able to precisely monitor and control temperature
during temperature transients, which has typically not been possible without placing
the sensor to the cell culturing area. We also showed that our temperature control
compensated for disturbances origin from: i) ambient room temperature variations; ii)
system movements; iii) opening the cell-culture device; and iv) liquid change. Finally, we
cultured beating cardiomyocytes and showed that the system can be used for studying
temperature-dependent cell behavior.

55





Chapter 6

Conclusions

This chapter summarizes the results of this thesis, provides answers to the research
questions in Section 1.2, considers the limitations of the study, concludes the thesis, and
provides recommendations for future work.

6.1 Summary of the Results

There were two main goals in this thesis. The �rst was to develop mathematical models
for microscale cell culturing environments. The aim is for these models to be used to
study, design, and improve cell culture environments. These models are design tools that
can also be used to develop control strategies for gravity-driven �ow, drug distribution,
pH, and temperature in microscale cell culturing environments. The second goal was to
study indirect measurement methods to control environmental parameters. This study
focused on developing indirect temperature control strategies.

The mathematical models were presented in Publications I to IV. First, gravity-driven �ow
was studied in Publications I to III. In Publication I, we developed an analytical model
to estimate the �ow rate in gravity-driven �ow systems. We showed by mathematical
simulations and experiments that if capillary pressures are not included in the model, it is
highly likely to overestimate the �ow rate of the system. This may prevent proper design
of a micro�uidics device using gravity-driven �ow. This could cause ine�cient nutrient
supply and waste removal in the system, resulting in undesirable culture conditions. The
model provided results with good accuracy compared to experimental data. Publication II
presented a mathematical model to study gravity-driven drug delivery in a micro�uidics
device. Our method was to combine the analytical model presented in Publication I
and a numerical model to avoid computationally-intensive calculations. Therefore, we
could extended simulation times to scales that are relevant to systems using gravity-
driven �ow. These types of simulations have not been presented before. With the
simulations, we demonstrated how drug-concentration pro�les could be improved by
geometry modi�cations. In Publication III, we developed a numerical model that combined
gravity-driven �ow and calorimetric �ow sensors. We showed that the sensitivity of this
non-invasive �ow measurement can be improved using our model.

In Publication IV, we developed a numerical model to study CO2 transportation in
silicone-based micro�uidic devices. The paper demonstrated that the model includ-
ing transportation in and between gas, liquid, and solid phases could estimate CO2-
concentration pro�les in the device. Mathematical simulations can also estimate the pH
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of cell media, and model-based studies can improve pH control. This was the �rst time
that CO 2 transportation in silicone-based devices was mathematically modeled.

The second part of the thesis considered indirect measurement and control methods.
Could these methods improve the performance ofin vitro cell cultures? In this thesis, we
demonstrated indirect temperature measurement and control methods in Publications V
and VI. System identi�cation techniques were implemented to create required temperature
estimation models. In Publication V, we showed that indirect temperature measurement
provides excellent accuracy for cell culturesin vitro . Simulation-based study showed
that indirect temperature measurements could also be used in feedback control. For
this reason, a portable, microscale cell culturing device including indirect temperature
measurement and control was implemented in Publication VI. We demonstrated that
remarkably more accurate culture temperature was obtained with this novel control
method. Other bene�ts of the developed device, such as portability and possibility to
study the e�ect of temperature stress on cell behavior, were also presented.

6.2 Answering the Research Questions

We deduce from this thesis that the research questions presented in Section 1.2 are
answered in this section. The �rst research question in the thesis concerned gravity-driven
�ow.

Can numerical modeling tools be used to study gravity-driven �ow and drug
concentration pro�les in microscale systems, without the need for extensive
computation time?

This research objective was discussed in Sections 4.1 to 4.3. The combination of analyt-
ical and numerical models provides a method to study gravity-driven �ow in complex
geometries, without extensive usage of computation power. Using the method, we can
analyze �ow, shear stress, and drug concentration pro�les in microscale devices based on
gravity-driven �ow, even in 3D-simulations.

The second research question was on CO2 transportation.

Can CO2 transportation and medium pH, be estimated using numerical methods
in silicone-based microscale cell culturing devices, as only O2 transportation
models in these devices have previously been reported?

Section 4.4 focused on this question. A large set of experiments was performed to verify
that the mathematical model could estimate CO2 transportation and liquid pH in cell
culturing devices. We showed that the model could also approximate the pH of the cell
culture when we know the properties of the cell medium.

The �nal research question dealt with the indirect measurement and control methods for
the cell culturing environment by focusing on temperature in this thesis.

Is an indirect temperature measurement method acceptably accurate to success-
fully monitor and control temperature for long-term cell culturing purposes?
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This question was covered in Chapter 5. The su�ciently accurate results indicated
that the indirect measurement could be used for measuring and controlling temperature
in cell cultures. The indirect control method provided superb results for maintaining
temperatures for long-term cell culturing and a novel method to control temperature
while performing temperature-dependent cell studies.

6.3 Limitations of the Study

This section summarizes limitations related to the thesis. First, there is no comprehensive
model that integrated all the presented models. Instead, models were studied separately.
The models to study gravity-driven �ow assume constant temperature. Furthermore, they
do not consider liquid �lling in a microchannel, which is a complex phenomenon. The
numerical models related to drug delivery and calorimetric �ow sensors were not validated
with gravity-driven experiments. The mathematical model describing CO2 transportation
also assumed a constant temperature. In addition, liquid �ow (demonstrating medium
perfusion) was not included in this model. This same limitation concerns studies with
indirect temperature measurement and control. Temperature controller parameters were
also not optimized in these studies.

6.4 Discussion and Future Outlook

This thesis studied how modeling tools and indirect control methods can improve the cell
cultivating environment of in vitro cell culturing devices. Based on the results, it is clear
that there are still many issues to be examined. The challenges presented in previous
sections should be studied to provide better design and control tools. One suggestion
for further work, based on the thesis, is to integrate our model to one 3D-model that
includes gravity-driven �ow, temperature, and gas (both CO2 and O2) transportation.
This should be possible with the tools presented here (such as COMSOL). However, it
can be challenging not only to implement all the required physics in the same model, but
also to solve this model without the help of very large computation power and time. It
would also be desirable to build and test a more advanced system, including medium
perfusion. This could be used to study, for instance, how the CO2 transport model or the
indirect temperature control model would work when perfusion is included. Future studies
could also examine how to integrate more micro�uidic components, cell imaging and
analysis, and sensors to a single, microscale culture device that is fully controlled using a
user-friendly computer interface. To goal could be to develop a modular platform that
does not only provide a stable and cell-friendly environment for long-term cell culturing,
but can also adjust this environment. For example, it could create hypoxia conditions to
the cell cultures to meet the requirements of the physiological study. In this development
task, mathematical models will provide a valuable design tool.

In conclusion, the results of this thesis show that modeling can provide valuable insight
to the cell culturing environment and can be used as design tools when developing cell
culturing devices. While cell experiments were not used to validate all the developed
models, these models can provide bene�cial information that typical single-point measure-
ments can not provide. For example, simulation can illustrate the spatial distribution of
the gas transport inside the culture area. In addition, the indirect control system using
system identi�cation techniques could improve microscale cell culturing environmental
control and be further studied to examine other environmental parameters.
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Abstract�Gravity-driven �ow is an attractive approach to de-
velop simpler micro�uidic systems. Because clogged microchan-
nels could easily lead to fatal operational failures, it is crucial to
monitor �ow rate in these systems. Therefore, we propose here
for the �rst time a numerical model that combines a calorimetric
�ow sensor and a gravity-driven system. With the validated
model, we studied the �ow behavior in a gravity-driven system.
Furthermore, we were able to improve the sensitivity of the
measurement based on simulation results. This demonstrates,
how the model could be used as an effective optimization
tool in the gravity-driven system including calorimetric �ow
measurement.

Index Terms�calorimetric �ow sensor, gravity-driven �ow,
modeling, numerical simulation

I. I NTRODUCTION

A calorimetric �ow sensor is a non-invasive method to
measure �ow rate and �ow direction. It can easily be miniatur-
ized for micro�uidic devices using micromachining processes.
Without any moving parts, these sensors provide fast response
with low power consumption. [1]�[3] Typically, working prin-
ciple of the sensor relies on temperature changes near a heating
element because of �uid �ow. Therefore, the �ow rate in
the system is determined by measuring temperature difference
between two temperature sensors located symmetrically up-
stream and downstream from the heating element. [4] While
several previous studies have modeled this principle, they
have not considered micro�uidic systems using gravity-driven
�ow. [1], [4]�[6]

In gravity-driven micro�uidic systems, �ow is usually gen-
erated using hydrostatic and capillary pressures [7], without
using an external pump. However, especially in biological ap-
plications microchannels can get clogged during the operation,
and therefore, it would be desirable to continuously monitor
liquid �ow to ensure that the system is working as expected.
Thus, integrating a calorimetric �ow sensor to a gravity-
driven pump is an attractive approach to develop cost-effective
and mobile micro�uidic systems including on-line �ow rate
measurement. Because, to the best of our knowledge, this
combination has not been presented previously, we propose
a modeling approach that can be used to study and design
gravity-driven systems including �ow rate measurements. We
also demonstrate, how the sensitivity of the measurement was
improved using the developed model.

II. WORKING PRINCIPLE

A typical calorimetric �ow measurement system, placed in a
�uidic channel, includes two temperature sensors and a heating
element located symmetrically between the sensors. Heat
generated in a heater is transported via convective heat transfer
to liquid, and temperatureT is monitored with both sensors.
When �uid �ows over the heater, forced convection transfers
generated heat downstream. Thus, a temperature difference
between downstream (Tdown ), and upstream (Tup ) is generated
(� T = Tdown � Tup ). For this reason, a relationship between
temperature difference and liquid �ow can be used to measure
liquid mass �ow rate Q in a known channel. [5], [6] An
important parameter of the measurement is the sensitivityS
of the calorimetric sensor, as higher sensitivity provides lower
measurable �ow rates. Sensitivity can be determined using [4]:

S =
� T
� Q

(1)

Sensors used in this study have positive temperature co-
ef�cients of resistance, and it is assumed that they have a
constant temperature coef�cient� in the measurement range
used in this study. Therefore, a linear approximation is used
to determine their temperature-dependent resistancesR(T ):

R(T ) = R(T0)(1 + � (T � T0)) (2)

whereR(T0) is the sensor reference resistance at a reference
temperatureT0 (25� C in this study).

Gravity-driven micro�uidic systems include usually two
reservoirs that are connected through a microchannel. In these
systems, �ow between inlet and outlet reservoirs is generated
using hydrostatic and capillary pressures,phyd (t) and pcap ,
respectively, and therefore, there is no need for an external
pump [7]. To de�ne hydrostatic pressure, the following equa-
tion is used:

phyd (t) = �g � h(t) (3)

where� , g, and� h(t) are liquid density, gravitational acceler-
ation, and height difference between inlet and outlet reservoirs,
respectively.

Capillary pressure drops are located between gas and liquid
interfaces in advancing and receding fronts. These forces can
be calculated when advancing (� a) and receding (� r ) contact
angles, and radii of inlet and outlet reservoirs,r in and r out ,



respectively, are known. Assuming constant contact angles,
pressure is de�ned as [8]:

pcap = 2 � lg

�
cos(� a)

r out
�

cos(� r )
r in

�
(4)

where � lg is surface tension between liquid and gas. In this
study, we use a typical water-air value of 0.072 Nm� 1 for the
surface tension.

When pressures in the system are known, the time-
dependent �ow rateQ(t) in the system can be estimated using
the total working pressure� p(t), and hydraulic resistance of
the system,Rhyd :

Q(t) =
� p(t)
Rhyd

=
phyd (t) + pcap

Rhyd
(5)

In a typical gravity-driven system considered in this study,
the majority of Rhyd is caused by the microchannel in the
system. Therefore, the hydraulic resistance of the microchan-
nel is used as an approximation forRhyd . For a rectangular
microchannel with a heighth, a length l , and a widthw,
and l > w > h , hydraulic resistance can be calculated [8],
[9]:

Rhyd =
12�l
h3w

�
1 �

192h
w� 5 tanh

�w
2h

� � 1

(6)

In this paper, (3)�(6) were used in the analytical model to
approximate pressure� p(t) that was set to the inlet boundary
of the numerical model.

III. M ATERIALS AND METHODS

A. Measurement Set-up
A 25 mm � 25 mm � 0.9 mm sensor plate (SP), shown

in Fig. 1, included two identical temperature sensors and
a heating element. The structure built on a glass substrate
consisted of a 275 nm thick titanium layer coated with a 50
nm platinum layer and a 500 nm silicon nitride insulation
layer. Resistors line width was 20� m, and line lengthslh
and ls were 4.78 mm and 2.22 mm for the heater and the
sensors, respectively. Heater and sensors heights,hh and hs,
were 780 � m and 540� m, respectively, and the center-to-
center distance between the sensor and the heater,dcc, was
300 � m. Furthermore, widths of the heater and the sensors,wh
andhs, were 220� m and 140� m, respectively.

The measurement system to validate the developed �nite
element method (FEM) model included SP, electronics for 4-
wire measurement method, a polydimethylsiloxane (PDMS)
microchannel, and a syringe pump as shown in Fig. 2(a).
Measured microchannel dimensions (l � w � h) were 16 mm�
1020� m � 140 � m. Only a part of the system was modeled as
shown in Fig. 2(b). Constant currents (0.2 mA and� 5.9 mA)
were used for powering the temperature sensors and to warm
the heater, respectively. De-ionized water was moved using the
syringe pump instead of a gravity-driven method using three
different �ow rates as will be explained in Section IV-A.

Before experiments, temperature sensors were calibrated in
a temperature-controlled oven at nine different temperature be-
tween 24.6� C and 40� C. At 25� C, measured resistances of the

Fig. 1. Calorimetric �ow sensor: (a) designed, and (b) fabricated sensor plate
used in the experiments, and (c) sensor calibration curve. The line is plotted
with equation:R = 0 :343 � T + 235 :38.

sensors were approximately 244
 . Therefore, we estimated
that resistivity of the fabricated layer (a combination of 275
nm thick titanium layer coated with 50 nm platinum layer) was
approximately 6.8�10� 7
 �m. This is approximately 1.6 times
larger compared to typically reported titanium bulk resistivity,
4.2�10� 7
 �m [10]. In addition, temperature coef�cient of
resistance,� , was determined from the calibration results
presented in Fig. 1(c). Using (2), the coef�cient was calculated
to be approximately 1.4�10� 3 K � 1 for both sensors, which
is almost three times smaller than the reported earlier value
of 3.8�10� 3 K � 1 for bulk titanium [10]. These differences in
electrical properties were expected as the resistivity of a thin
�lm is always larger than that of the bulk material. [11] In
addition, as the sensors showed highly linear relationships with
temperatures in the measurement range, a linear temperature



conversion was used to convert measurement readings to
temperature as shown in Fig. 1(c).

Fig. 2. Model validation measurement: (a) used measurement set-up, and (b)
geometry used in the model.

B. Modeling Approach
Time-scale in gravity-driven micro�uidics is typically up

to hours. However, FEM simulations of two-phase �ows are
really time-consuming, and simulation studies are usually
limited to seconds. Therefore, we propose a model composed
of two parts; a previously presented analytical method [8] to
calculate an average inlet pressure in a gravity-driven system
using (5), and a one-phase �ow FEM model to simulate
temperature difference between upstream and downstream
sensors. We have previously used a similar approach to model
drug delivery in a gravity-driven micro�uidic system [12].

Three-dimensional time-dependent �uid velocity and tem-
perature distribution were solved using a commercial �nite-
element software COMSOL Multiphysics 4.4 (COMSOL,
Inc.). First, the model geometry was simpli�ed to only concern
to the middle part of the measurement set-up as shown in
Fig. 2(b). Three different physics were coupled together to
solve the temperature distribution within the geometry. ’Lam-
inar Flow’ interface was used for solving the time-dependent
velocity and pressure �elds inside the microchannel using
Navier-Stokes equation. The time-dependent �ow rate was
set to the channel inlet boundary, and zero pressure to the
outlet boundary. For thin layers of the sensors and the heater,
’Electric Currents, Shell’ interface was used to enable effective
meshing of a thin layer present over a much thicker glass and
PDMS substrates. In the model, resistors were simpli�ed to
include only 275 nm thick titanium layer without connections
pads or tracks. Also, the insulator layer was neglected in the
model. Same constant currents as used in the experiment, 0.2
mA and � 5.9 mA, were set for the sensors and the heater,
respectively. Measured electrical properties of the resistors,
resistivity and temperature coef�cient of resistance, were also
included in the model. ’Heat transfer in Solids’ interface cou-
pled with other physics was �rst used for solving the amount

TABLE I
MATERIAL PARAMETERS USED FOR THE SIMULATIONS.

Density Speci�c heat Thermal conductivity
Material (kg�m� 3 ) (J�(kg�K)� 1 ) (W�(m�K)� 1 )
Water 997 4184 0.6
PDMS 970 1460 0.23
Glass 2510 820 0.97
Titanium 4500 525 11.4

of heat generated by the heater, and then for calculating the
temperature distribution in the whole geometry. In the model,
a typical heat transfer coef�cient for air, 30 W�(m2�K) � 1, was
set on the outer boundaries of the model to approximate the
convective heat �ux on the boundaries which are in the contact
with the ambient air set to the measured temperature (25.8� C).
Material properties used in the model are given in Table I.

The FEM model was validated by calculating average
surface upstream and downstream temperatures from the sim-
ulation results and comparing them with measured upstream
and downstream temperatures. Then, the validated FEM model
was used in a PDMS based gravity-driven system including
inlet and outlet reservoirs and a microchannel as shown in
Fig. 3(a). In the model, we used the properties of water for
liquid domain. The analytical model was used for determining
a time-dependent pressure pro�le in the system. This pressure
pro�le, calculated using (5) and presented in Fig. 3(b), was
set as an inlet boundary condition in the FEM model, and the
model was simulated. After simulation, the �ow rate and the
upstream and downstream temperatures were derived from the
simulation data. Using these results, the temperature difference
(� T ) and the sensitivity of the sensor were calculated.

C. Design of Gravity-Driven Flow System

A gravity-driven system shown in Fig. 3 was designed
and simulated based on four design goals. First, we wanted
to assure that the maximum �ow rate would not be over
10 � l/min. On the other hand, the �ow rate should be larger
than 0.1� l/min for over 10h. This would ensure, for example,
a continuous �ow of fresh culture medium to cells. In addition,
the heater should not warm liquid over 42� C. Final require-
ment was that the liquid temperature in the outlet reservoir
would not excess 37� C because cell culture would be located
there. Based on these requirements, we designed a system
where an initial liquid plug height difference between the inlet
and outlet reservoirs was set to 15 mm. This is illustrated as
blue in Fig. 3(a). The radius of both reservoirs was 8 mm (r in
andr out in (3)). Setting typical contact angles between PDMS
and water,60 � and 110� [8] for � a and � r , respectively, the
calculatedpcap using (4) was approximately -15 Pa. Therefore,
a smaller microchannel with dimensions (l � w � h) 16 mm�
1000 � m � 50 � m was needed to ful�ll our design goals.
As this simulation case is expected to happen in a typical cell
culture incubator, the ambient temperature in the model was
set to 37� C. Based on the information above, the calculated
pressure� p(t) was set to the channel inlet boundary in the
model shown in Fig. 3(b). Next, a calorimetric �ow sensor was



included in the model. As one of the design goal was to ensure
that the heater will not warm liquid over 42� C, a smaller 3
mA heater current was used in the simulation. Furthermore, the
distance between the center of the heater and the channel inlet
was set to 2 mm to ensure that liquid in the outlet reservoir
is not exceeding 37� C.

Fig. 3. (a) Schematic of the designed gravity-driven micro�uidic device. Here,
blue color is presenting liquid domain and gray color air domain at the begin.
(b) A modeled geometry used in the simulation together with a calculated
pressure pro�le set to inlet of the model.

IV. RESULTS

A. Model Validation
A comparison of the measured and simulated upstream

and downstream temperatures are shown in Fig. 4 with three
different �ow rates: no �ow (�rst � 150 s), 1� l/min (between
150 and 275 s), and 10� l/min (after 275 s). As can be seen,
the model was able to estimate both temperatures suf�ciently
well, and therefore we conclude that it could be used as a part
of gravity-driven �ow model. Based on the measurement re-
sults, we approximated that a minimum detectable temperature
difference,� Tmin , was approximately 0.1� C in the designed
system. Therefore, a reliable �ow rate measurement can not
be performed if the measured temperature difference is below
this limit. This minimum �ow rate required to achieve� Tmin
is marked asQmin .

B. Simulation of a Gravity-Driven System
Simulation results of the model presented in Section III-C

are described here. We �rst derived �ow rate, upstream and
downstream temperatures, and temperature difference from the
results. We noticed that the maximum �ow rateQmax was
approximately 7� l/min in the begin of the simulation, and ap-
proximately 0.9� C maximum temperature difference� Tmax

Fig. 4. Model validation results.

TABLE II
COMPARISON OF TWO DESIGNS.

G1 G2
Model parameters
h (� m) 50 55
l (mm) 16 16
w (� m) 1000 790
dcc (� m) 300 230
hs (� m) 540 380
ls (mm) 2.22 1.58
Performance measures
Qmax (� l/min) 7.3 7.5
� Tmax (K) 0.87 1.10
S (K�(� l/min)� 1 ) 0.12 0.15
Qmin (� l/min) 0.96 0.71

was detected. The calculated sensitivity was approximately
0.12 K�(� l/min)� 1. Furthermore,Qmin was almost 1� l/min in
this design. Therefore, as the results with the original geometry
(marked asG1 in Fig. 5) showed that the system should be
improved, a new geometry was designed. Several issues, such
as the heating power, the sensors layouts and their positions,
have been reported to affect the sensitivity of the sensor [4].
For this reason, we decided �rst to narrow the channel. As we
wanted thatRhyd , and thus the working pressure set to the inlet
boundary in the model, would be approximately same in both
designs, the height of the microchannel was increased based
on (6). Furthermore, as reported in Table II, we decreased
the length of the sensors (bothhs and ls were reduced), and
placed them closer to the heater to increase the sensitivity
of the measurement. Results with the new design, marked as
G2, are shown in Fig. 5. As planned, almost equal �ow rates
were achieved with both designs as shown in Fig. 5(a). Higher
upstream and downstream temperatures, and also larger� T
were resulted with the new design as can be seen in Fig. 5(b).
It should be noted that the heater did not warm liquid over
42� C with the new design, which was one of our design
goals. Finally, performances of the designs are compared in
Fig. 5(c) and in Table II. Based on these results, over 20%
better sensitivity and lowerQmin was achieved withG2 when
compared to the original geometry.

The simulation results showed that the developed FEM
model can be used to design gravity-driven systems including



Fig. 5. Comparison of two gravity-driven designsG1 andG2: (a) �ow rates,
and (b) upstream and downstream temperatures as a function of time, and
(c) temperature differences as a function of �ow rates. Dashed horizontal line
represent a minimum detectable temperature difference level� Tmin based
on the validation measurement.

calorimetric �ow sensors. We also noted that using the model,
it was easy and fast to improve the system performance. A
further use of the model can be the optimization of the sensor
placement to achieve the highest possible detection sensitivity.

V. CONCLUSION

We presented a numerical model for a micro�uidic system
that integrates a calorimetric �ow sensor measurement and
gravity-driven �ow. With this method, the �ow rate can be
measured indirectly in gravity-driven systems, thus enabling
continuously monitoring �ow in the system. Using the devel-
oped model, not only the �ow behavior can be studied, but also
the system can further be improved for better performance.
We demonstrated this by improving the sensitivity of the
measurement; we were able to enhance it over 20% in the
second design. However, it is clear that further improvement
of measured quality is possible to achieve. With the developed
model, we are now able to study more complex sensor layouts
and their performances. Therefore, future work includes the

optimization of the sensor layout, and the implementation of
the proposed gravity-driven system to verify the model design.
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Abstract—Microfluidic devices are promising tools with which

to create an environment that mimics a cell’s natural
microenvironment more closely than traditional macroscopic cell
culture approaches. In these devices, temperature is one of the
most important environmental factors to monitor and control.
However, direct temperature measurement at the cell area can
disturb cell growth and potentially prevent optical monitoring,
and is typically difficult to implement. On the other hand, indirect
measurement could overcome these challenges. Therefore, using
system identification method, we have developed models to
estimate the cell area temperature from external measurements
without interfering cells. In order to validate the proposed models,
we performed large sets of experiments. The results show that the
models are able to catch the dynamics of temperature in a desired
area with a high level of accuracy, which means that indirect
temperature measurement using the model can be implemented in
future cell culture studies. The usefulness of the model is also
demonstrated by simulations that use estimated temperature as a
feedback signal in a closed-loop system. We also present tuning of
a model-based controller and a noise study, which shows that the
tuned controller is robust for typical ambient room temperature
variations.

Index Terms—Control, microfluidics, numerical
simulation, system identification, thermal analysis

I. INTRODUCTION

sing microfluidic devices as a research tool for biological
cell studies is attractive because of such devices have
lower costs, significantly faster reaction times, and lower

power and reagent consumption than conventional methods [1].
In such studies, it is crucial to properly maintain and control
physiological environmental factors such as oxygen, pH, and
temperature in order to support cell growth and proliferation.
Microfluidic devices provide substantial benefits compared to
macroscopic cell culturing solutions because they offer the
possibility for more precise control of these environmental
factors. In brief, their ability to mimic a cell’s natural
microenvironment is significantly better, which means that
more realistic responses from the cultured cells can be
expected. [2]-[4] The fact that these devices use much smaller
volumes than conventional systems such as cell culturing in

flasks makes it possible to achieve better control of
environmental parameters. [5] For example, temperature
control of the microenvironment of cells in microscopic devices
can be much more precise, requires considerably less power,
and can still provide device performance that is several times
faster than macroscopic systems. Furthermore, using
microsensors based on micromachining processes achieves
much smaller, lighter, and easier installation and less power-
consuming temperature measurements. [6]
An accurate measurement from a cell area is desirable for
maintaining a physiological temperature for the cells, typically
at 37°C. However, measuring temperature directly from the cell
area has several drawbacks. The measurement can (negatively)
affect cells and might prevent optical monitoring. Another
disadvantage is that a larger cell culture chamber is needed to
implement the temperature sensor inside the chamber close to
cells [7]. Furthermore, in many cases it is significantly more
difficult to place sensors in the region of interest than, for
example, outside the cell culture chamber. Therefore, a non-
destructive indirect temperature measurement is preferable
compared to direct measurement from the cell area. For this
reason, in many studies temperature sensors have been placed
outside the cell area; for example, next to the cell culture device
[8], together with the heating element [9]-[11], in the upstream
and downstream of the center of the culture chamber [12], in
the reference chamber [13]-[15] or on the tubing surface close
to the inlet of the chip [16]. However, the problem in these cases
is that usually the exact temperature on the cell area cannot be
guaranteed. For example, temperature differences up to 2-3°C
between the measured temperature and the temperature on the
culture area have been reported [8]. One approach used for
providing a uniform temperature profile is to build a complex
and large insulated device where a water bath surrounds the
chamber. Unfortunately, this typically leads to a longer
temperature settling time during the heating phase, for example
approximately 60 minutes in [15], or a minimum time of 5 min
to change temperature for one degree [17].
Fluorescent labels have been used for direct temperature
measurement in microfluidic devices. This method based on
fluorescence intensity ratio (FIR) requires for mixing
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fluorescent dyes with the working fluid. While the method 
typically works well with glass-based materials, it cannot be 
used with porous materials, such as poly(dimethylsiloxane) 
(PDMS), because adsorption of dye particles increases the 
measured fluorescence intensity, thus preventing accurate 
temperature measurements. Even though there are methods to 
overcome the adsorption problem, they still experience a 
decreased device performance [18]. Furthermore, error of this 
method is typically approximately 2.5°C at 37°C [19], which 
remains typically too large for cell culture studies. For example, 
it has been reported that the cardiomyocyte beating 
characteristics is altered in temperatures between 37-39°C [20].
To overcome the discussed limitations, we propose here a new 
method to estimate temperature in a cell culture device based 
on an indirect measurement signal. The idea is to estimate the 
temperature in the area of interest using the developed models 
and the temperature measured from a more suitable location. 
This would enable, for instance, that during cell experiments we 
place a temperature sensor in a suitable location outside the cell 
area. This prevents placing another sensor in the area where 
cells are located which can block optical monitoring, for 
example. 
The method proposed in this paper is based on a system 
identification process. Briefly, the system identification process 
can be understood as a modeling process in which the model is 
selected on the basis of measured input and output data. The 
process contains three elements: data, the model, and the 
criteria by which the model is chosen. [21] The advantage of 
this approach is that the model can be identified without 
knowing the precise underlying physical phenomena, and can 
still achieve model predictions that fulfill precision 
requirements. [22] Therefore, we have created two system 
identification-based black-box models between a temperature 
measured outside of the device and the temperature in the cell 
area. These models estimate the desired temperature, and this 
estimated temperature in the cell area can be used as a feedback 
signal to a heating system to close the control loop. Simulations 
are provided to illustrate the closed-loop system behavior, 
demonstrating that the system is able to maintain temperature 
in the cell area using only indirect measurement data and the 
developed model.  
The remainder of this paper is organized as follows. Section II 
describes details on the used experimental setup and methods. 
Developed models are shown in Section III. Experimental data 
and simulation results are presented in Section IV; the 
developed models are validated and their performances are 
compared, before closed-loop system simulations using these 
models are presented. Also in Section IV, a temperature 
controller is tuned and a noise study is performed using 
simulations. Conclusions and discussion of the future work are 
provided in Section V.

II. EXPERIMENTAL

This section describes the measurements required for 
developing and validating the identification-based temperature 
models. First, the experimental setup is presented, including 
design of a temperature measurement system and calibration of 

the sensors. The measurements and the models developed are 
also described.

A. Design and fabrication
The experimental setup was composed of three main 
components: (1) a heating system, (2) a temperature sensor 
plate, and (3) a house-made six-well PDMS chamber [23], 
referred to henceforth as a PDMS device. These components 
are shown in Fig. 1. As the heating system, we applied a 
commercial signal amplifier that is typically used for recording 
cell signaling on microelectrode array (MEA) plates. Instead of 
a MEA plate, we used a custom-made temperature sensor plate 
(TSP) to detect temperatures inside (T_Ri) and outside (T_Ro) 
the PDMS device, which is placed on the top of the TSP. The 
components are described in more detail below. 

Heating system
An MEA1060-Inv amplifier system (Multi Channel Systems 
MCS GmbH, Germany), typically used for in vitro cell 
experiments to record electrophysiological signals and 
stimulate cells, was used as a platform for the temperature 
experiments. The heating system includes a heating element, a 
proportional-integral (PI) controller (Temperature Controller 
TC02), a temperature sensor (Pt-100, measures T_heater as 
shown in Fig. 1(b)), and contact pads for the sensor plates. It 
should be noted that since passive cooling is used, the ambient 
room temperature is always the minimum achievable 
temperature. For microscopic inspection, there is a hole (8 mm 
in diameter) in the center of the heating element. In this study, 
we by-passed pre-amplifiers of MEA1060-Inv, and used it only 
for warming the device and to provide good and stable 
mechanical and electrical connections between measurement 
electronics and TSP. During experiments, we manually changed 
the set-point temperature of the heating element (marked as 
T_set in Fig. 1(b)). Furthermore, the maximum heating power 
for the heating element was always kept at the recommended 
12 W. [24], [25]

Temperature sensor plate
Fig. 2 shows the design of the TSP and the measurement 
electronics. A sensor layout including 14 resistors, each using a 
four-wire measurement, was implemented. In this paper, only 

(a)

(b)
Fig. 1.  Experimental setup: (a) a photograph of the whole system, and (b) a 
block diagram of the measurement process.



two resistors fabricated from copper, marked as Ri and Ro in 
Fig. 2(a), are used for measuring T_Ri and T_Ro, respectively. 
The layout was designed so that it can be used together with 
connection pins in MEA1060-Inv. In TSP, both of the used 
resistors (Ri and Ro) have the following dimensions: a thickness 
of 275 nm, a line-width of 20 Õm, a total length of 
approximately 25.7 mm, and a total area of approximately 0.51 
mm2. The width of the tracks from the sensors to the contact 
pads shown in Fig. 2(a) is 100 Õm. The plate was fabricated as 
follows: first, a custom-sized (49 mm ³ 49 mm ³ 1 mm) 
microscope slide (Menzel GmbH, Germany) was cleaned with 
acetone, isopropanol, and oxygen plasma (Vision 320 Mk II 
RIE, Advanced Vacuum Scandinavia AB, Sweden) before 
applying NR9-3000PY photoresist (Futurrex, USA) and 
patterning it with ÕPG501 maskless exposure system 
(Heidelberg Instruments, Germany). 275 nm of copper was e-
beam evaporated 5 ¡/s with a Meissner trap equipped with an 
Orion Series BC-3000 e-beam coater (System Control 
Technologies, USA) followed by a lift-off with acetone in an 
ultrasonic bath. The metal thickness was verified by Dektak XT 
contact profilometer (Bruker, USA). Next, approximately 500 
nm Si3N4 insulator layer was deposited using Plasmalab 80+ 
PECVD (Oxford Instruments, UK). PR1-2000A photoresist 
(Futurrex, USA) was used as an etching mask when the Si3N4 
was removed above the contact pads. Finally, the copper contact 
pads were polished by gently wiping them with a piece of 
cleanroom wipe moistened with isopropanol. An image of the 
fabricated plate is shown in Fig. 3.

In order to measure and log the resistances of the chosen 
sensors, a dual-channel four-wire resistance meter was built. In 
this measurement circuit, shown in Fig. 2(c), 0.59 mA constant 

current sources were used for sensor excitation, such that the 
power dissipation, and thus the heating of the actual sensing 
elements, were independent of the wiring resistances. However, 
instead of relying on the accuracy and stability of the current 
sources and the sensor voltage measurements, additional highly 
precise and stable reference resistors (PCF0805 series, TT 
electronics, USA) were connected in series with the sensor 
resistors and the current sources. A multiplexing arrangement 
was used to measure both the sensor resistor voltages and the 
reference resistor voltages using the same voltage measurement 
hardware. Thus, in this arrangement, the measured resistance 
was the ratio of the two voltages multiplied by the reference 
resistorôs resistance. The actual voltage measurements were 
performed using a 24-bit A/D-converter (LTC2445, Linear 
Technology, USA). An additional switching arrangement was 
included to reverse the excitation current direction periodically 
so that synchronous detection could be used to remove the 
effects of offset voltages, noise pick-up by sensor wiring and 
other similar sources of error. The chosen 20.8 Hz excitation 
frequency was a compromise between noise rejection and ease 
of implementation. Next, the resistance results of 21 excitation 
frequency cycles were averaged, providing a measurement 
frequency of approximately 1 Hz. The raw measurement data 
were transmitted to a computer using a USB connection and 
stored for further processing. Initial measurements using 100ɋ 
dummy sensors (RNC90Y series, Vishay, USA) showed 0.11 
mɋ root-mean-square noise and 1.4 mɋ initial warm-up drift. 
Measured resistance values of the fabricated resistors were 
approximately 110 Ý at the room temperature. This resistance 
was larger than we expected based on our simulations 
(approximately 80 Ý) using typical electric properties of 
copper. Therefore, the resistivity of the fabricated copper layer 
was approximately 1.4 times larger than the typically reported 
bulk resistivity of copper (16.7 nÝĿm in [26]).

PDMS device
The PDMS device, shown in Fig. 3, was composed of two 
PDMS parts and a glass plate as a lid. PDMS was chosen 
because of its suitability for rapid prototyping, biocompatibility 
and optical transparency [27], [28]. The fabrication process of 
the similar six-well PDMS chamber was presented earlier [23]. 
Briefly, the device was fabricated from two PDMS parts by 
mixing PDMS prepolymer and curing agent (Sylgard 184, Dow 
Corning, USA) in a standard 10:1 ratio. The top part, which 
provided the walls of the containers, was punched from a bulk 
(thickness 6 mm) PDMS sheet using a 32 mm diameter custom-
made punch. Thereafter, three 6 mm ᶮ holes and three 8 mm ᶮ 
holes, 8.45 mm distance from the middle of the disk, were 
punched through the disk for the medium reservoirs using 
custom-made punches. The bottom part was punched from a 
bulk (thickness 1 mm) PDMS sheet with the same 32 mm 
diameter punch. The two parts were bonded irreversibly using 
an oxygen plasma treatment (Vision 320 Mk II RIE, Advanced 
Vacuum Scandinavia AB, Sweden). The six openings for the 
cell cultivation areas (diameter: 3 mm) were punched through 
the membrane using a biopsy punch. After fabrication, the 
device was stored in a closed Petri dish at normal room 
temperature and humidity. The lid of the device, a 1-mm-thick 
glass plate (diameter: 32 mm), was pressed to reversibly close 
the system before experiments, resulting in the final PDMS 

(a)   (b)

(c)

Fig. 2.  Temperature sensor plate: (a) designed layout. Resistors used in this 
paper as temperature sensors are marked with a red circle (Ri) and a blue square 
(Ro). ( b) A zoomed image of the used resistor (dimensions in mm), and (c) a 
schematic of a four-wire resistance measurement circuit.



device diameter and the total height being 32 mm and 8 mm, 
respectively.

B. Sensor calibration
Calibration of the chosen resistors was performed in a 
temperature-controlled oven (UN 55, Memmert GmbH, 
Germany). Six different temperature (T) points between room 
temperature (approximately 24ÁC) and 37ÁC were chosen. A 
calibrated digital thermometer (VWR 620-2000, VWR 
Internatiol, Belgium) was used as a reference measurement 
device and was placed close to the resistors. First, the 
temperature measurement plate was placed inside the oven. 
When the reference thermometer showed that the temperature 
was saturated, a 20-second-long resistance measurement was 
recorded and an average resistance (R) value in that temperature 
was calculated. When all the data points were gathered, a first-
order line fitting was implemented using MATLAB (version 
R2015a, The MathWorks, Natick, Massachusetts, USA). A 
maximum difference smaller than 0.2ÁC and an average 
difference of 0.085ÁC between measured and fitted values were 
observed. Therefore, a linear calibration curve was verified to 
be accurate enough in the used temperature range and was used 
in the measurements to convert measured resistances to 
temperatures. The calibration results are shown in Fig. 4. The 
given equations are used to convert Ri and Ro to T_Ri and to 
T_Ro, respectively.

C. Measurements and developed models
In this paper, we designed three system identification-based 
models, as shown in Fig. 5. The first two models were 
developed for the indirect temperature measurement. The 
difference between these two models is the measured input 
signal that is used to estimate desired temperature. As our final 
goal is to implement this estimated temperature to a control-
loop, and thus to be able to perform closed-loop simulations, 
we developed the third model. This model estimates 
temperature change of the heating element based on the 
controller output power.
We performed several measurements to estimate, validate, and 
test models that we had developed in this study. The entire 
experimental setup (see Fig. 1) was initially at room 
temperature and 200 Õl de-ionized (DI) water was added to 
three 8 mm medium chambers in the PDMS device After 
approximately 30 s, a step change between 30ÁC and 40ÁC was 
manually set to the heating element using TC02. Unless 
otherwise stated, the recommended settings P = 6 W/K, and I = 
0.9 W/(KĿs) were used as the parameters of the PI temperature 
controller of the heating element [25].
Models 1 and 2 aim to estimate the temperature inside the 
PDMS device, T_Ri, based either on the measured heater 
temperature T_heater or the temperature measured outside the 
PDMS device, T_Ro. Therefore, the input and output signals are 
T_heater and T_Ri for Model 1 and T_Ro and T_Ri for Model 
2. Estimation and four validation measurements were 
performed to identify Model 1, while the same estimation 
measurement and two validation measurements were used to 
identify Model 2. 
Model 3 estimates how much the PI controllerôs output power 
(W) heats the heating element, marked as T_heat. A sum of this 
and an ambient room temperature, T_room, provides T_heater, 
as shown in Fig. 5. By including Model 3 in closed-loop 
simulations, we were able to investigate, for example, how 
much T_Ri fluctuated when measured ambient room 
temperature variations were included in the simulation. 
Furthermore, implementation of Model 3 enabled us to improve 
the system performance; for instance, by accelerating the 
system response by PI controller tuning. Only a proportional 
controller (P = 1 W/K, I = 0 W/(KĿs)) was used when collecting 
the estimation data for Model 3, and the default PI controller 
values were used in the validation measurement. 

   (a)

(b)
Fig. 3.  (a) Schematic of the PDMS device and (b) an image of the fabricated 
PDMS device on the top of the TSP. Resistors used in the experiments are 
marked with a red circle (Ri) and a blue square (Ro).

Fig. 4.  Calibration curves for the selected resistors Ri and Ro: resistances as a 
function of temperature and their linear regression lines.



To compare Models 1 and 2, an additional measurement was 
performed. The aim of this measurement was to mimic a 
temperature drop during visual inspection of cells, which is a 
routine step in cell culturing. During microscopic inspection, 
the TSP, together with the cells, needs to be placed from the 
heating system to a microscope and back after the inspection. 
This changes the temperature in the TSP and naturally the 
temperature of the cells. Therefore, we performed a test where 
the TSP and the PDMS device were moved from the room 
temperature to the pre-heated heating system. We also studied 
the sensitivity of Model 1 to changes in the liquid volume level 
in medium chambers

III. DEVELOPED MODEL PARAMETERS

We used the System Identification Toolbox in MATLAB [29] 
to identify the models presented in Section II-C. Our objective 
was to estimate the system parameters using measured input 
and output data [30], and fit the model to the measured data 
regardless of the physical system; therefore, we used a black-
box modeling technique. A prediction error method (PEM) was 
implemented to estimate the three models. This method selects 
models that make a prediction that is as close as possible to the 
true system if it was known. [21] The models were compared 
using a fit number, which is based on a Normalized Root Mean 
Square (NRMSE) criterion and can be calculated (as a 
percentage) using the following equation [29]:

ὪὭὸ ρππ ρ
ᴁώ ώᴁ
ᴁώ ώᴁ (1)

where y, and Ȓ are the measured and estimated output, and җ is 
the mean of y. Commonly used discrete-time state-space 
models include state variable vector x(k), input variable vector 
u(k), and output variable vector y(k). The structure of the state-
space models with three state variables used in this paper is as 
follows [29]:
ὼ Ὧ ρ ὃὼ Ὧ ὄό Ὧ
ώ Ὧ ὅὼ Ὧ Ὀό Ὧ

(2)

where matrixes A, B, C, and D are state matrix, input-to-state 
matrix, state-to-output matrix, and feedthrough matrix, 
respectively. First, we tested second order state-space models 

and noticed that results compared to measured temperatures 
were not acceptable. Therefore, we chose third-order models as 
they provided good overall temperature estimation. Developed 
discrete-time models in this paper have the following form: 
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The values of constants a11, a12, a13, a21, a32, b1, c1, c2, c3, 
and d1 in the three models are provided in Section IV-A. We 
estimated initial state values x(0) from the first ten seconds of 
each measurement data using MATLAB.

IV. SIMULATION AND EXPERIMENTAL RESULTS

A. Validation of Models
Three different models were identified in this paper using the 
System Identification Toolbox, as described in Section III. 
Parameter values for the developed models are given in Table I. 
These state-space representations were used in simulations to 
compare the measured and modeled outputs. Each set of data 
was simulated in Simulink (The MathWorks, Inc., Natick, MA, 
USA) using the identified discrete state-space model with a 
sample time of one second.

TABLE I
MODEL PARAMETERS

Model # a11 a12 a13 a21 a32 b1 c1 c2 c3 d1
Model 1 1.99 -0.99 0.00 1 1 2.0 0.29 -0.58 0.29 0.00
Model 2 1.99 -0.99 0.00 1 1 2.0 0.37 -0.74 0.37 0.00
Model 3 2.97 -1.47 0.48 2 1 0.5 0.15 -0.15 0.08 0.04

Model 1 was developed and validated with measurements 
shown in Fig. 6(a). The first measurement was used as the 
model estimation data, whereas four other measurements were 
used to study how well the model performed with different 
heating signals. For Model 2, we used three same experiments 
as for Model 1; the same estimation measurement and the first 
two validation measurements. The difference was that for 
Model 2 the measured T_Ro was used for the model input, as 
shown in Fig. 5. Measured and simulated T_Ri are compared in 
Fig. 6(b). Analysis of the results is provided in the next section.
Model 3 was identified with two measurements, as reported in 
Section II-C. In the estimation measurement, a proportional 
controller (P = 1 W/K) was used because the input signal 
required for Model 3 was easier to obtain when using a P-
controller (error signal is simply multiplied by value of P), thus 
enabling a simpler identification process. In both 
measurements, T_set was first set to 37ÁC and, after a while 
(approximately five to 15 minutes), heating was switched off 
and the system was passively cooled down. The resulting 
responses of the discrete state-space model compared to the 
measurement data are shown in Fig. 7.

Fig. 5.  Block diagrams of models.



As shown in Fig. 7(a), the error between the measured heater
temperature and Model 3 output was negligible when
proportional control was used. On the other hand, when the PI
controller was implemented, Model 3 slightly overestimated the
heating phase; modeled and measured rise times (time between
10% and 90% of the rise) were approximately 11 seconds and
14 seconds, respectively. However, this difference was still
relatively low and insignificant compared to the response in the
experiment overall, which means that the model could be used.
In conclusion, based on the results reported in this section, it is
clear that each of the developed models was able to estimate
desired temperatures and could be used in closed-loop system
simulations.

B. Performance analysis of Model 1 and Model 2
As Model 1 and Model 2 estimate T_Ri, their performance was
compared. For this, two validation measurements presented in
the previous section were used. The models were compared by
calculating fit% (1), and average and maximum temperature
differences between measured and modeled T_Ri, ɲTavg and
ɲTmax, respectively. The results are presented in Table II and in
Fig. 8.

TABLE II
COMPARISON OF MODEL 1 AND MODEL 2 TO EXPERIMENTAL DATA

Model Model 1 Model 2
Measurement Validation 1 Validation 2 Validation 1 Validation 2

Fit (%) 96.2 96.7 95.2 97.2
ȹTavg (°C) 0.08 0.07 0.10 0.06
ȹTmax (°C) 0.52 0.44 0.69 0.27

Based on the performance analysis, Model 1 performs slightly
better. Therefore, it was chosen for closed-loop simulations in
Section IV-D. However, Model 2 provides clear benefits in
some cases, for instance, when a cooled TSP is placed on a pre-
heated heating system. This is the case while moving the TSP
from the heater to a microscope and back, a routine procedure
performed during cell culturing. Fig. 9 shows the results of a
study, where the device (at ~26.3°C) was placed on the heating
system (pre-heated to 37°C) at time 30 seconds, and
temperature T_Ri was recorded and estimated using the two
models.

(a)

(b)
Fig. 6.  Measurement and modeled data from (a) Model 1, where the input
signal is T_heater, and (b) Model 2, where T_Ro is used as an input signal.

(a)

(b)
Fig. 7.  Experimental and Model 3 comparison: (a) an experiment with only
proportional control P = 1 W/K, and (b) an experiment with default PI
controller values P = 6 W/K, and I = 0.9 W/(K·s).

(a)

(b)

(c)
Fig. 8.  Difference between measured and simulated temperatures when
experiment is (a) Estimation, (b) Validation 1, and (c) Validation 2.



In the pre-heated heater case, Model 2 estimated the output 
significantly more accurately than Model 1; fit% improved 
from 87.8% with Model 1 to 96.4% using Model 2. The reason 
was that now the heater and the TSP were initially in totally 
different temperatures, which meant that Model 1 
overestimated T_Ri in the beginning of the measurement. To 
conclude, it is preferable to use Model 2 in cases where the 
heater and the TSP need to be separated during the study.

C. Sensitivity to liquid volume changes
Because the sensitivity of the model to environmental changes 
(disturbances) should be as small as possible, robustness of 
Model 1 to the volume in the system was studied next. The DI 
water volume in the three 8 mm chambers was changed Ñ 25% 
(from 200 Õl to 250 Õl or 150 Õl). In Fig. 10 below, 
measurements with 250 Õl and 150 Õl volumes are compared to 
the model developed with 200 Õl volume.

As the results show, Model 1 was able to predict T_Ri well, 
which enables us to conclude that the model was not sensitive 
to volume changes. The difference between measurements and 
model predictions, ɲTavg and ɲTmax, were now 0.14ÁC and 
0.85ÁC for the liquid volume of 250 Õl, and 0.11ÁC and 1.04ÁC 
for the liquid volume of 150 Õl, respectively. It should be 
emphasized that reported ɲTmax last only very short period 
times, typically less than 10 seconds. One minute after the set 

point change, the errors are below 0.25°C in every 
measurement. Therefore, these results can be considered 
satisfactory in the planned applications, as a temperature 
variation of Ñ 0.3 to 1ÁC is generally still acceptable during cell 
cultivation [7], [14], [15], [17], [31]-[34]. As Model 1 was 
robust to volume changes, it is a useful temperature estimation 
tool in experiments with varying liquid volumes.

D. Closed-loop system simulations
The purpose of this section is to illustrate a method that can 
regulate T_Ri in the desired temperature using an indirect 
measurement signal. In this case, we would not need the inside 
sensor (Ri) at all. To demonstrate this approach, we present 
closed-loop simulations using the estimated temperature as a 
feedback signal by combining Models 1 and 3. First, to validate 
the performance of the developed closed-loop system, 
simulated T_heater was used as a feedback signal, as illustrated 
in Fig. 11(a). To regulate the temperature in the cell area, but 
not in the heater, we used T_Ri in the feedback loop, as shown 
in Fig. 11(b). Next, the performance of the default PI controller 
was analyzed and tuned, and a closed-loop system response 
with a tuned PI controller was then studied. Because of the 
limits of the real system (heating element power between 0 and 
12 W [24]), saturation limits were also implemented in the PI 
controller in the model. For this reason, an integrator anti-
windup design using clamping method [35] was implemented 
in the PI controller to stop integration when the output from the 
controller exceeds these saturation limits.

Closed-loop system validation
To validate the entire closed-loop system, shown in Fig. 11(a), 
Models 1 and 3 were implemented and simulated in Simulink. 
The same two measurements used for developing Model 3 (see 
Section IV-A) were also utilized here. The first measurement 
used proportional control (P = 1 W/K) and the second 
experiment was performed with the default PI controller (P = 6 
W/K, and I = 0.9 W/(KĿs)). Both the measurement and the 
simulation used T_heater as a feedback signal, as shown in Fig. 
11(a). Modeled T_heater and T_Ri are in good agreement with 
the experimental data, as shown in Fig. 12; less than 0.5ÁC 
difference between the measured and modeled T_Ri was 
obtained from both experiments. This verified that a 
combination of Models 1 and 3 was able to estimate the desired 
temperature. With this control approach, the temperature in the 
cell area remains below the set point of 37ÁC.

Fig. 9.  Measured and simulated T_Ri when cooled temperature plate is brought 
to pre-heated heater.

(a) (b)

(c) (d)
Fig. 10.  Model 1 sensitivity tests for liquid volume change: (a) measurement 
and modeled data, (b) their difference when liquid volume is 250 Õl, (c) 
measurement and modeled data and, (d) their difference when liquid volume is 
150 Õl. (a)

(b)
Fig. 11.  Block diagram of a developed system when (a) T_heater, and (b) T_Ri 
is used as a feedback signal. 



Controller tuning
As stated, our goal is to develop a system that is able to control 
T_Ri using an indirect measurement signal and the developed 
models. Therefore, in contrast to the previous section, where we 
used T_heater as a feedback signal (Fig. 11 (a)), we first 
developed a model that used an output from Model 1 (T_Ri) as 
a feedback signal, as shown in Fig. 11 (b). We tuned the PI 
controller to improve the response of desired temperature T_Ri. 
The initial PI controller (P = 6 W/K, and I = 0.9 W/(KĿs)) was 
simulated first and the controller parameters were then adjusted 
for a better performance. Our tuning goal was to decrease the 
overshoot and the settling time; therefore, we first increased the 
integral part. When an insignificant overshoot was achieved, we 
also increased the proportional part to accelerate the response 
until satisfying control results were achieved. A comparison of 
the system response with the default and the tuned PI (P = 9 
W/K, and I = 1.2 W/(KĿs)) controller is shown in Fig. 13.

 

The comparison of the system responses with the default and 
tuned controller showed a small but improved response after 
tuning: overshoot was decreased from 0.22ÁC to a negligible 
0.02ÁC with the same rise time of 21 seconds. The settling time 
(that is, the time it takes for the temperature to stay within Ñ 
0.05ÁC of the set temperature 37ÁC) was decreased from 45 
seconds to 32 seconds. To conclude, a better response with a 
smaller overshoot was achieved with the tuned controller.

Noise study
In the previous simulations, the ambient room temperature was 
approximated and was assumed to be constant. However, a 
more realistic situation should include temperature variations. 
For this reason, the developed model response with non-
constant ambient room temperature was studied in this section. 
First, the ambient room temperature was recorded for 10 
minutes, and the obtained signal was used as T_room value in 
the simulation. The measured ambient air temperature varied 
between 22.7ÁC and 22.9ÁC, as shown in Fig. 14. 

The ambient room temperature variation was included in the 
model and the system outcome was simulated. The results, 
presented in Fig. 14, showed that the controller was still able to 
keep T_Ri temperature at an acceptable level (Ñ 0.03ÁC of the 
desired temperature of 37ÁC), which means that the controller 
is well suited for real applications where room temperature 
variations do exist. 

V. CONCLUSION

This paper has presented a novel indirect temperature 
measurement method for microfluidic cell culture devices. The 
method is based on a system identification technique. The 
developed mathematical models make it possible to indirectly 
measure and control temperature in desired locations. 
Therefore, this method can be used as a measurement and 
control tool in cell culture systems without interfering cultured 
cells. The proposed models were validated with several 
measurements and we have shown that estimated temperatures 
correlated well with experimental results. Results also 
demonstrated that the developed models were capable of 
catching the dynamics of the system temperature. Furthermore, 
the models were reasonably robust to environmental changes, 
such as remarkably large liquid volume changes, and measured 
ambient air temperature variations. Finally, the parameters of 
the controller used were tuned using simulations and a better 
system response was achieved. Our future work will include 

(a)

(b)
Fig. 12.  Comparison of closed-loop system responses of measurement and 
simulation when (a) a proportional controller with P = 1 W/K, and (b) a PI 
controller (P = 6 W/K, and I = 0.9 W/(KĿs)) was used.

Fig. 13.  Comparison of T_Ri with the initial (P = 6 W/K, and I = 0.9 W/(KĿs)) 
and tuned (P = 9 W/K, and I = 1.2 W/(KĿs)) controllers.

Fig. 14.  Ambient air temperature variation study. 



implementing the proposed identification-based closed-loop
system to the cell culture experiments. To conclude, we believe
that the presented method can be further extended not only to
other applications in biological cell studies, but also to different
areas, such as microfluidic environmental monitoring and
chemical engineering.
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